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The  objective  of  this  work  is  to  obtain  an  atomic-level  understanding  of  the  inciion  t>e- 
tween  well-characterized  surfaces  by  using  atomic  force  microscopy  (AFM),  scanning 
tunneling  microscopy,  and  other  surface  analysis  techniques. 


Status  of  the  Research  Effort 

(A  comprehensive  description  of  this  work  is  given  in  the  attached  reprints  and  pre¬ 
prints.) 


An  Ultrahigh  Vacuum  Bidirectional  Capacitance  AFM 

To  measure  the  tribological  properties  of  surfaces  under  well  defined  conditions,  a  new 
type  of  atomic  force  microscope  was  designed  and  constructed.  This  was  the  first  vac¬ 
uum  force  microscope,  the  first  microscope  to  use  capacitance  detection,  and  the  first 
microscope  to  measure  forces  on  the  tip  both  parallel  and  perpendicular  to  the  sample 
surface.  A  comprehensive  mathematical  analysis  of  the  performacc  of  the  capacitance 
detection  system  shows  that  the  sensitivity  is  ultimately  limited  by  the  need  to  avoid 
snapping  of  the  lever  into  the  sensor  electrode  by  the  attractive  electrostatic  force.  A 
very  stable  and  sensitive  capacitance-sensing  electronic  circuit  was  designed.  Using 
curved  wire  cantilevers  and  fiat  plate  capacitance  sensors,  a  noise  level  from  0.01  to  1000 
Ilz  of  0.03  A  RMS  is  achievable  with  the  capacitance  circuit,  but  the  best  performance 
observed  was  a  factor  of  3  higher,  due  to  roughness  of  the  cantilever. 

Friction  Between  a  Diamond  Tip  and  Polycrystalline  Diamond  Films 

The  capacitance  AFM  was  used  to  study  the  friction  of  a  diamond  tip  on  a  polycrstalline 
diamond  film  at  loads  below  10  *  N.  The  tip  was  formed  by  fracturing  a  diamond  in  air. 
The  film  was  grown  by  hot  filament  vapor  deposition  from  a  mixture  of  I  %  methane 
in  hydrogen  at  a  pressure  of  6  kPa,  resulting  in  crystallites  a;  2  um  across.  Experiments 
were  performed  without  cleaning  the  sample  and  tip  at  a  pressure  below  10  ’  Torr. 


Friction  was  measured  on  a  a  single  crystallite  where  topographic  measurements  showed 
a  roughness  of  several  A  over  regions  of  several  100  A.  The  dependence  of  friction  on 
load  was  sub-linear,  as  expected  for  elastic  single-asperity  contact.  Stick-slip  behavior 
was  observed,  which  in  some  cases  could  be  correlated  with  features  on  the  surface,  but 
in  other  cases  appeared  to  arise  from  a  difierence  between  static  and  dynamic  friction. 
The  local  static  and  dynamic  friction  coefficients  could  be  deduced  from  the  shape  of  the 
stick-slip  behavior.  Depending  on  the  point  of  contact,  static  friction  coefficients  could 
vary  from  0.2  to  0.8,  perhaps  due  to  local  crystal  orientation. 


Fabricating  Diamond  Force  Microscope  Tips  by  Chemical  Vapor  Deposition 

Previous  force  microscope  studies  have  used  tips  of  uncertain  geometry  and  surface 
chemistry.  We  have  developed  a  chemical  vapor  deposition  method  to  manufacture 
single  crystal  diamond  tips  of  known  orientation  and  surface  chemistry.  The  diamonds 
are  grown  onto  the  end  of  etch-sharpened  tungsten  wires  on  which  a  seed  crystal  is  de¬ 
posited  onto  an  etched-sharpened  tungsten  wire  by  carefully  controlled  contact  with  a 
diamond  abrasive  block.  Diamond  crystals  l^im  in  diameter  arc  grown  in  a  IIj/CH^ 
mixture  near  a  hot  Ta  wire.  Of  ten  tips  grown  simultncously  in  a  single  holder,  the  best 
is  chosen  using  scanning  electron  microscopy.  Extremely  low  electron  dosage  is  used  to 
avoid  damage  to  the  hydrogen-terminated  surface.  This  surface  is  very  inert,  and  can 
be  cleaned  of  physisorbed  contaminants  by  flash  desorption.  After  the  friction  exper¬ 
iment,  the  tip  is  examined  by  high  magnification  SEM  to  determine  its  orientation  and 
apex  radius  (typically  30  nm). 

Atomic  Scale  Friction  of  a  Diamond  Tip  on  Diamond  (100)  and  (III) 
Surfaces 

The  vacuum  AFM  was  modified  to  incorporate  a  dual  fiber  force  sensor  using  a  novel 
tilted  configuration  to  avoid  interference  between  the  fiber  and  sample.  Friction  and 
normal  forces  were  measured  between  single  crystal  diamond  A  I'M  tips  and  single  crys¬ 
tal  diamonds  samples,  both  cleaned  in  UIIV.  This  is  the  first  AFM  study  involving  a 
well-characterized  tip  of  known  orientation.  The  attractive  normal  force  between  the  tip 
and  surface  agreed  well  with  calculated  dispersion  interactions.  The  frictional  force  ex¬ 
hibits  periodic  features,  which  on  the  (100)  surface  are  tentatively  associated  with  a 
2x I  reconstructed  surface  convoluted  over  an  asymmetric  tip  shape.  The  (111)  surface 
shows  features  which  cannot  be  simply  related  to  the  surface  structure.  As  the  tip  is 
scanned  back  and  forth  along  a  line,  the  same  features  are  observed  in  each  direction, 
but  offset,  suggesting  the  presence  of  a  conservative  force  independent  of  the  direction 
of  motion  as  well  as  a  non-con.servativc  force.  The  friction  is  approximately  =^3  x  lO  ’ 
N,  independent  of  loads  up  to  1  x  10  ’  N.  The  differential  friction  coefficient  for  this 
system  is  less  than  0.0 1  at  the  largest  loads,  and  similarly  small  values  have  been  meas¬ 
ured  for  oxidized  tungsten  tips  sliding  on  diamond  surfaces.  These  values  are 
unprecedentedly  small  for  unlubricated  sliding  in  vacuum,  suggesting  that  we  are  close 
to  attaining  the  zero  friction  limit  predicted  for  incommensurate  rigid  sliding  surfaces. 

Observing  the  Motion  of  a  Single  Adsorbed  Atom  with  Picosecond  and 
Subnanometer  Resolution 

To  characterize  metal  tips  Cor  AFM  experiment.s,  wc  became  interested  in  applying  field 
ion  and  field  emission  microscopy.  We  soon  realized  that  field  emission  provides  a 
unique  opportunity  to  continuou.sly  observe  single  adsorbed  atoms  and  molecules  on  the 
spatial  and  temporal  scales  of  molecular  vibration.  We  developed  a  new  instrument,  the 
femtosecond  field  emission  camera,  to  record  the  time  dependence  of  field  emission  from 
a  sharp  tip.  In  this  instrument,  the  field-emitted  electrons  are  tightly  focussed  into  a 
beam,  which  is  electrostatically  swept  across  a  detection  screen  as  in  a  streak  camera. 

In  our  first  experiments,  hopping  of  single  Cs  atoms  between  sites  on  a  W<111> 
tip  was  observed.  Atomic  resolution  field  ion  microscopy  was  used  to  form  sharp  tips 
ending  in  a  plane  of  three  atoms.  Individual  Cs  atoms  are  deposited  onto  a  80  K  tip, 
and  a  field  emission  image  is  recorded.  The  tip  is  pulsed  negatively  for  2  ns  while  the 
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focussed  emission  beam  is  swept  across  the  screen.  'I  he  increased  field  emission  excites 
the  Cs,  which  hops  to  a  nearby  site.  This  event  is  recorded  with  2  ps  resolution  by  the 
changing  field  emission  intensity.  After  the  sweep,  the  new  position  of  the  Cs  atom  is 
reflected  in  the  field  emission  image.  By  dcfocussing  the  c‘  beam  perpendicular  to  the 
sweep  direction,  simultaneous  temporal  and  one  dimensional  spatial  resolution  of  the 
dynamics  is  achievable.  Because  the  accelerating  field  at  the  tip  is  so  high,  the  time-of- 
flight  spread  of  the  field-emitted  electrons,  which  determines  our  instrument's  time  re¬ 
solution,  can  be  shorter  than  100  fs.  Work  underway  is  aimed  at  observing  the 

vibrational  motion  of  individual  adsorbed  molecules. 
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in  monitoring  forces  for  non-contacting  surfaces  during  approach  or  retraction,  and  Horn  [18.23}.  In  this  experiment  a  well-defined  force  pushes  the  mica  plates 

the  SFA  can  measure  the  adhesive  force  required  to  separate  two  surfaces.  When  of  the  SFA  together,  expelling  the  liquid  between  them.  As  the  plates  move  closer, 

two  identically  oriented  crystals  of  the  same  material  arc  brought  into  contact,  the  approach  rate  decreases  as  the  drainage  path  becomes  more  constrained; 

a  single  perfect  crystal  can  be  formed,  and  the  adhesion  energy  is  twice  the  in  the  figure,  this  effect  is  manifested  in  the  plot  of  cylinder  separation  vs 

surface  energy  of  a  single  crystal.  However,  if  the  crystals  arc  misoriented,  a  time.  Since  the  experimental  geometry  is  very  well  defined,  the  approach  rate 
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interaction  with  the  suffacc.  They  find  that,  down  to  a  surface  separation  of  about  cyclohexane,  the  shear  stress  is  2  x  10’  N/m’  for  one  layer,  and  decreases  by  about 

4nrn,  the  experiment  can  be  fit  (curve  “b”)  by  assuming  that  the  thickness  of  a  factor  of  two  for  each  additional  layer  up  to  four  layers.  The  friction  measured 

each  immcAile  layer  is  about  1.3  nm.  just  less  than  twice  the  molecular  diameter  for  OMCfS  multilayers  is  considerably  less,  an  effect  which  the  authors  attribute 

of  OMCTS.  The  authors  emphasize  hat.  while  this  is  a  physically  appealing  to  the  fact  that  the  more  gradually  curved  OMCTTS  molecules  fee!  smoother  than 

interpretation,  it  is  obviously  an  oversimplified  picture.  cyclohexane  to  the  mica  surfaces. 
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Force  microscopy  with  a  bidirectional  capacitance  sensor 

Gabi  Neubauer  Sidney  R.  Cohen, Gary  M.  McClelland,'^’  Don  Horne, 
and  C.  Mathew  Mate'” 

IBM  Research  Division,  Almaden  Research  Center,  650 Harry  Rd,  San  Jose,  California  95120-6099 
(Received  5  March  1990;  accepted  for  publication  10  April  1990) 

A  new  method  for  sensing  cantilever  deflection  in  the  atomic  force  microscope  ( AFM),  based 
on  capacitance  measurement,  is  described.  Parameters  governing  the  design  of  such  an 
instrument  are  considered  in  detail.  Two  different  geometries  are  compared,  wire  on  plate  and 
an  integrated  flat  plate  sensor.  The  electronic  circuitry,  providing  6x  10  "  ”  F  noise  in  a  0.01- 
1000  Hz  bandwidth,  is  also  described.  Implementation  of  the  design  ideas  into  a  working  AFM 
in  ultrahigh  vacuum  is  demonstrated.  This  AFM  allows  simultaneous  measurement  of 
cantilever  deflection  in  two  orthogonal  directions,  necessary  for  our  nanotribology  studies.  The 
theoretical  sensitivity  of  5  X  10  “  ’  F/m  is  not  achieved  due  to  roughness.  The  bidirectional 
sensing  and  imaging  capabilities  are  demonstrated  for  an  Ir  tip  on  cleaved  graphite,  and  a 
diamond  tip  on  diamond  Aims.  The  capacitance  detection  technique  is  compared  and 
contrasted  with  other  AFM  sensors. 


I.  INTRODUCTION 

Since  its  introduction  in  1986,'  the  atomic  force  micro¬ 
scope  (AFM)  has  proven  to  be  an  invaluable  tool  in  obtain¬ 
ing  atomic  scale,  and  near-atomic  scale  topographical  im¬ 
ages  of  nonconducting  surfaces.  In  addition,  it  has  been  used 
to  measure  forces  as  weak  as  the  van  der  Waals  attraction 
between  a  sharp  tip  and  a  nearby  surface.  In  the  AFM,  forces 
between  a  tip  and  a  surface  are  detected  by  measuring  the 
deflection  of  a  flexible  cantilever  upon  which  the  tip  is 
mounted.  In  the  first  AFM,  the  cantilever  deflection  was 
monitored  by  tunneling  from  a  second  tip;  subsequent  de¬ 
signs  have  used  optical  detection.  In  this  paper,  we  report  the 
implementation  of  a  new  scheme;  using  capacitance  to  detect 
cantilever  deflection  in  an  AFM.  Our  new  AFM,  incorpor¬ 
ating  this  sensor,  was  designed  for  ultrahigh  vacuum 
(UHV)  experiments  in  tribology  (the  study  of  friction,  lu¬ 
brication,  and  wear),  at  the  subnanometer  level.  In  such 
studies,  the  imaging  capabilities  of  the  AFM  are  combined 
with  force  measurements  in  the  nanonewton  range,  perpen¬ 
dicular  and  lateral  to  the  surface.  This  is  the  first  AFM  capa¬ 
ble  of  sensing  the  two  directions  of  force  simultaneously. 
First  results  obtained  with  this  instrument  have  been  pub¬ 
lished  elsewhere.^-^  Goddenhenrich  et  al.  have  also  recently 
described  a  capacitance-based  AFM."* 

Whereas  our  AFM  was  designed  specifically  for  atomic 
scale  tribology,  it  has  promise  for  broad  applications  as  a 
probe  for  interfacial  forces.  To  be  useful  for  this  range  of 
applications,  three  requirements  are  of  particular  impor¬ 
tance.  First,  the  AFM  should  be  operated  inside  an  ultrahigh 
vacuum  system,  where  well-characterized  surfaces  can  be 
prepared  and  maintained.  Next,  it  must  be  capable  of  mea¬ 
suring  frictional  force  and  load  simultaneously.  And  finally. 


’’Current  address:  Lawrence  Berkeley  Laboratory,  Center  for  Advanced 
Materials.  Mailstop  66/200,  1  Cyclotron  Rd.,  Berkeley.  CA  94720. 
Chaim  Weizmann  Postdoctoral  Fellow. 

'  ’  Author  to  whom  correspondence  should  be  addressed. 

'"Also  affiliated  with  the  IBM  Magnetic  Recording  Institute. 


it  should  be  operable  at  frequencies  near  zero  (i.e.,  dc 
mode),  while  recording  the  instantaneous  cantilever  deflec¬ 
tions.  Many  AFMs  surmount  problems  of  low-frequency 
noise  by  rapidly  oscillating  the  sample  or  cantilever  (i.e., 
operating  the  AFM  in  the  ac  mode)  and  using  phase-sensi¬ 
tive  detection.  For  force  measurements  that  are  made  during 
hard  contact  between  tip  and  surface,  such  oscillations  are 
not  allowed  as  they  may  perturb  the  mechanics  of  the  system 
under  study. 

Keeping  these  requirements  in  mind,  we  will,  in  Sec.  II, 
examine  the  applicability  of  different  existing  AFM  cantile¬ 
ver  sensor  techniques,  and  summarize  the  role  of  capaci¬ 
tance  in  scanning  microscopies.  Section  III  presents  in  detail 
our  new  detection  method  and  considers  various  possible 
detector  designs.  The  electronic  circuitry  will  then  be  intro¬ 
duced,  paying  particular  attention  to  the  low  frequency 
noise  behavior.  Section  IV  briefly  describes  the  incorpora¬ 
tion  of  the  instrument  into  a  UHV  chamber  with  other  sur¬ 
face  probes.  In  Sec.  V  the  instrumental  performance  will  be 
evaluated  using  data  obtained  for  iridium  tips  and  diamond 
tips  sliding  on  highly  oriented  pyrolytic  graphite  and  dia¬ 
mond  films,  respiectively.  Section  VI  propwses  refinements 
and  extensions  to  the  capacitance  technique. 

II.  AFM  CANTILEVER  SENSOR  TECHNIQUES 

The  first  AFM  employed  tunneling  from  an  additional 
tip  to  the  back  side  of  the  lever  for  detecting  the  cantilever 
deflection.'  The  high  sensitivity  resulting  from  the  exponen¬ 
tial  distance  dependence  of  the  tunneling  current  led  to  a 
wide  application  of  this  technique,  mostly  in  imaging  stud¬ 
ies.”*  However,  because  of  its  low  dynamic  range,  the  tun¬ 
neling  technique  requires  the  use  of  feedback  circuits  to  fol¬ 
low  large  cantilever  deflections  and  thermal  drifts,  thereby 
limiting  the  available  bandwidth.  As  the  major  disadvan¬ 
tage,  the  tunneling  detection  method  suffers  from  contamin¬ 
ation-induced  instabilities  of  the  tunneling  junction,  which 
can  make  its  performance  very  unreliable,  even  under  vacu¬ 
um  conditions.  Finally,  the  tunneling  tip  exerts  extraneous 
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forces  on  the  cantilever,  both  van  der  Waals  and  electrostatic 
in  nature,  which  can  significantly  distort  the  actual  force 
measurements.  A  bidirectional  sensor  based  on  the  tunnel¬ 
ing  technique  has  been  operated  in  our  laboratory’  by  moni¬ 
toring  the  tunneling  current  from  the  cutting  edges  of  two 
orthogonal  razor  blades  to  the  back  side  of  a  lever.**  How¬ 
ever,  the  low  reliability  of  the  tunneling  technique,  now  com¬ 
pounded  by  the  simultaneous  operation  of  two  independent 
tunneling  junctions,  was  unsatisfactory. 

The  need  for  a  more  reliable  detection  method  led  to  the 
introduction  of  a  variety  of  optical  techniques,  which  have  a 
much  greater  dynamic  range  and  exert  no  extraneous  force 
on  the  cantilever.  In  homodyne  optical  interferometry,  ini¬ 
tially  demonstrated  in  our  laboratory,  a  HeNe  laser  beam  is 
reflected  off  a  cantilever  and  interferes  with  a  part  of  the 
beam  reflected  from  a  reference  flat.’  **  Despite  its  simpli¬ 
city  and  higher  reliability  as  compared  to  the  tunneling 
method,  this  homodyne  interferometer  suffers  from  its  high 
noise  level  at  frequencies  below  100  Hz.  For  example,  in  a  0.5 
Hz  to  3  kHz  bandwidth  a  cantilever  displacement  noise  level 
of  0.2- A  RMS  was  found. 

By  introducing  optical  fibers  into  the  homodyne  setup, 
the  air  path  length  of  the  interferometer  was  lowered  to  that 
of  the  fiber-level  spacing,  ~  10  fim,  thus  reducing  the  low 
frequency  noise.  A  major  improvement  of  the  homo¬ 
dyne  techniques  was  recently  achieved  through  an  all-fiber 
configuration  containing  a  multimode  GaAlAs  diode  laser 
with  a  direct  single-mode  fiber  output  and  a  single-mode 
directional  coupler.'^  In  addition  to  the  advantages  of  very 
compact,  UHV  adaptable  instrumentation  and  reduced  heat 
dissipation,  optical  path  length  fluctuations  due  to  air  turbu¬ 
lences  are  almost  completely  avoided,  the  only  remaining 
spacing  being  the  one  between  fiber  and  cantilever.  Because 
of  the  short  coherence  length  of  the  diode  laser,  the  low- 
frequency  stability  is  further  improved,  since  interference 
effects  due  to  stray  reflections  are  eliminated.  Thus,  in  a  dc  to 
1-kHz  bandwidth,  the  peak-to-peak  noise  is  less  than  0. 1  A. 
Above  1  kHz  a  noise  spectral  density  of  5.5  x  10  “  A/x/Hz 
is  reported,  close  to  the  shot  noise  limit.  A  fiber  design  using 
a  HeNe  laser  and  a  single  mode  directional  coupler  has  also 
been  reported.” 

In  the  heterodyne  technique'*  a  frequency-shifted  part 
of  a  HeNe  laser,  formed  by  a  radio  frequency  ( rf)  Bragg-cell 
modulator,  interferes  with  the  phase-shifted  part  reflected 
off  the  cantilever.  This  technique  requires  extensive  rf  elec¬ 
tronics  as  compared  to  the  homodyne  setup,  but  it  is  inher¬ 
ently  insensitive  to  laser  intensity  fluctuations.  This  method 
has  only  been  implemented  in  the  ac  mode,  where  the  inter¬ 
ferometer  noise  at  the  lever  resonant  frequency  was  much 
less  than  the  thermal  noise  of  the  lever,  which  amounted  to 

0.01  kZ-JUi. 

Another  interferometric  scheme,  very  well  suited  for 
both  ac  and  dc  measurements,  was  reported  recently.” 
From  a  HeNe  laser  two  orthogonally  polarized  light 
beams — a  reference  and  a  sensing  beam — are  formed,  which 
are  reflected  off  the  base  and  end  of  the  cantilever,  respec¬ 
tively.  The  relative  phase  of  the  two  beams  is  a  measure  of  the 
cantilever  deflection.  This  method  greatly  reduces  sensitiv¬ 
ity  to  optical  path  length  or  laser  intensity  fluctuations.  The 

2297  Rev.  Sci.  Inetrum.,  Vol.  61,  No.  9,  September  1990 


total  RMS  noise  was  measured  to  be  0.01  A  in  a  bandwidth 
of  1  Hz  to  20  kHz. 

In  a  recently  reported  GaAlAs  diode  laser  feedback  sys¬ 
tem,'*  the  amplitude  of  cantilever  vibrations  is  detected  by 
an  integrated  photodiode,  which  measures  intracavity  inten¬ 
sity  changes  due  to  interaction  of  the  reflected  part  of  the 
laser  light  with  the  gain  medium.  At  the  lever  resonance 
frequency,  a  sensitivity  of  0.03  A/v  Hz  was  reported.'  * 

Finally,  an  optical  method  using  deflection  rather  than 
interferometry  is  being  used  in  several  laboratories.’'”' 
Here,  the  deflection  of  a  laser  beam  off  a  small  mirror 
mounted  on  the  cantilever  is  detected  with  a  dual-photo¬ 
diode  position-sensitive  detector.  This  approach  was  also 
demonstrated  in  vacuum,’”  with  the  HeNe  laser  and  the 
detector  located  outside  the  UHV  chamber,  and  a  smallest 
detectable  cantilever  displacement  of  4  X  10  ‘‘  A/v  Hz  due 
to  shot  noise  was  calculated  by  the  authors.  Deflections  of 
the  laser  beam  due  to  air  path  fluctuations  were  clearly  re¬ 
cognized  as  the  major  source  of  noise  in  the  setup  in  air.” 
This  problem  can  very  likely  be  avoided  by  placing  diode  and 
detector  in  vacuum,  or  by  running  fibers  to  these  elements, 
placed  outside  the  vacuum. 

Although  the  use  of  r.»pacitance  variation  to  measure 
lever  deflection  in  a  force  microscope  is  new,  the  idea  of 
using  capacitance  to  measure  displacement  is  well  known,” 
and  general  purpose  sensors  are  commercially  available.  Mi¬ 
croscopes  which  directly  sense  the  capacitance  variation  be¬ 
tween  a  sharp  tip  and  a  surface  have  been  described,”  ’*  and 
this  principal  is  the  basis  of  a  video  disk  player.” 

Scanning  microscopy  has  also  been  demonstrated  where 
the  electrostatic  force  that  exists  between  the  two  electrodes 
of  a  capacitor,  here  a  sharp  tip  and  a  conducting  surface,  is 
the  output  of  the  feedback  loop.  This  technique  is  indepen¬ 
dent  of  the  means  of  detecting  lever  deflection.  This  princi¬ 
pal  has  been  used  to  profile  conducting  surfaces  with  and 
without  dielectric  overlayers,  ‘ '  •’*  and  to  detect  minute  static 
charges.” 

The  new  cantilever-sensing  technique,  which  will  be  de¬ 
scribed  in  the  next  section,  uses  a  compact,  vacuum-compa¬ 
tible  sensor,  which  measures  forces  in  both  directions 
through  changes  in  capacitance  and,  in  addition,  enables 
changing  of  cantilevers  in  situ.  This  is  the  first  AFM  capable 
of  measuring  two  directions  of  force  simultaneously.  Bidir¬ 
ectional  optical  sensors  are  possible,  but  have  not  yet  been 
demonstrated.  This  method  provides  high  sensitivity  and  a 
high  dynamic  range  while  maintaining  low  noise  levels  in  the 
dc  mode;  e  g.  0.03- A  RMS  in  a  0. 1  Hz-to- 1  kHz  bandwidth. 

Recent  publications  by  ourselves’ '  and  another  group"" 
have  demonstrated  the  use  of  a  capacitance  AFM  but  have 
not  elaborated  on  the  many  important  factors  involved  in  the 
construction  and  operation  of  such  an  instrument,  which  we 
present  below. 

III.  THE  NEW  DETECTION  METHOD 
A.  Experimental  design  considerations 

The  specific  geometry  chosen  for  the  capacitance  sensor 
proves  to  be  an  issue  of  some  complexity.  The  obvious  con¬ 
cern  of  high  .sensitivity  is  oppo.sed  by  the  more  subtle  subject 
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of  snapping.  The  rate  of  change  in  capacitance  with  distance 
(sensitivity)  increases  as  the  distance  between  two  bodies 
decreases.  However,  the  attractive  electrostatic  force  be¬ 
tween  the  bodies  also  becomes  large  at  small  distances.  The 
geometry  must  be  chosen  to  achieve  maximum  sensitivity 
without  causing  snapping  together,  which  occurs  when  the 
gradient  of  the  attractive  force  exceeds  the  spring  constant. 
This  will  be  discussed  below.  During  typical  operation,  tips 
are  changed  on  a  frequent  basis.  The  design  must  be  able  to 
accommodate  different  sizes  and  shapes  of  tips  and  cantile¬ 
vers,  and  provide  for  ease  in  exchanging  them. 

Two  design  geometries  were  evaluated,  and  are  depicted 
in  Fig.  1.  The  integrated  sensor  [Fig.  1(a)  ]  detects  capaci¬ 
tance  between  two  flat  plates.  The  bottom  plate  consists  of 
two  electrodes.  For  example,  we  tried  preliminary  studies 
where  the  top  plate  consisted  of  a  doped  silicon  strip  that  had 
been  micromachined^”  to  a  thickness  of  several  microns,  and 
attached  to  the  glass  plate  using  field-assisted  bonding.^' 
The  area  of  overlap  of  the  two  plates  and  the  distance  be¬ 
tween  them  determines  the  capacitance.  Th  ^  sensor  is  cou¬ 
pled  to  the  force-sensing  cantilever.  The  bidirectional  detec¬ 
tion  capability  of  this  design  would  operate  as  follows;  an 
increase  in  load  brings  the  upper  plate  closer  to  both  of  the 
bottom  electrodes  and  thus  increases  the  capacitance.  Fric¬ 
tion  results  in  a  twisting  of  the  upper  plate,  which  would 
bring  it  closer  to  one  of  the  bottom  electrodes  and  further 
from  the  other.  An  increase  would  be  seen  in  the  difference 
signal  from  the  two  bottom  electrodes.  The  parallelism  and 
flatness  of  the  two  plates  is  crucial  to  this  technique.  This  is 
to  prevent  shorting  out  for  the  small  separations  used. 

The  capacitance  between  the  plates  is 

C=-€A/d.  (1) 

Here  A  is  the  plate  area,  d  the  distance  between  plates,  and  e 
the  permittivity  in  vacuum,  8.85  X  10  F/m.  Ultimately, 
the  sensitivity  is  governed  by  the  capacitance  derivative 


The  spring  constant  k  and  resonance  frequency  fn  of  a  rec¬ 
tangular  bar  fixed  at  one  end  (i.e.,  the  top  plate)  are'^ 

k^iEbh^AP),  (3a) 

=  (im/ir)(k/blhp)''\  (3b) 

where  E  is  the  Young’s  modulus  of  the  material,  b,  h,  and  / 
are  the  width,  thickness,  and  length  of  the  bar,  respectively, 
and  p  is  the  material  density.  The  electrostatic  force  attract¬ 
ing  the  plates  is  the  partial  derivative  with  respect  to  d  of  the 
electrostatic  energy  IF,.,  =  (Q-/2C)  in  a  capacitor  holding 
charge  Q  =  VO. 

F  =  - 

''  dd  Q  \  2  )  dd 

=  (4) 

2  e  2  d^ 

From  (4)  we  obtain  the  force  derivative; 

F:,=AeV^/d\  (5) 

Here  A^bl/i  because  the  sensor  is  only  free  to  bend  on  one 
end,  and  hence  only  part  of  the  area  contributes  to  changes  in 
capacitance.  In  order  to  have  similar  sensitivities  in  the  two 
dimensions,  the  width  and  length  of  the  upper  plate  must  be 
approximately  equal  so  that  A  —  1^/2  =  b^/3.  The  exact  di¬ 
mensions  of  the  device  are  dependent  on  the  desired  charac¬ 
teristics.  Spring  constant  and  resonance  frequency  must 
have  values  that  satisfy  the  instrumental  operating  condi¬ 
tions.  From  Eqs.  3(a)  and  3(b)  it  is  derived  that 


K  \/4 

\ 

,1.17tr’V"*^ 

'  /•3/4 
/  « 

The  maximum  allowed  voltage  is  then  set  by  the  snapping 
criterion,  which  requires  ^  to  be  greater  than  the  force  deriv¬ 
ative.  In  practice,  this  means  that  F'^,  is  some  fraction  a  of 
the  cantilever  force  constant.  From  (5)  and  (3a), 

=  (7) 

VU^  Ea 

Substituting  from  (fib)  gives 


> 

t 

FIG.  1.  Schematic  views  of  the  two  sensor  configurations:  (a)  integrated 
sensor  with  tip;  (b)  wire  on  plate  with  sharpened  end  pointing  toward  the 
sample.  Parameters  indicated  arc  those  referred  to  in  the  text. 


Since  the  detector  noise  is  generally  independent  of  the  rf 
voltage  applied,  but  the  detectable  current  through  the  ca¬ 
pacitor  increases  linearly  with  V,  a  corollary  to  (2)  is  that 
the  signal-to-noise  ratio  varies  as; 

dC  V 

S/No,V—  =  €A~.  (2a) 

dd  d‘ 

S/N  can  be  improved  by  increasing  V,  increasing  A.  or  de¬ 
creasing  d.  The  limitations  on  this  “tuning”  process  are  de¬ 
fined  by  the  equations  above.  A  lower  limit  for  d  will  most 
likely  be  defined  by  the  precision  of  the  micromachining  pro¬ 
cess.  This  means  that  the  only  way  to  improve  5  /N  is  to 
increase  For  A.  Equation  (7)  shows  that  this  can  only  be 
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done  in  conjunction  with  increasing  h,  which  will  adversely 
affect  k  and/« .  These  tradeoffs  can  be  incorporated  into  the 
sensitivity  equation  by  substituting  VA  from  Eq.  (8)  into 
(2a): 

m  (9) 

\n)d  \  4.78p'''’‘ 

This  is  the  S /N  for  displacement  measurement.  For  most 
purposes  a  more  important  figure  is  the  S  /N  for  force: 

VA7,  k  “V  4.78/9' )  k''^*d'''  ' 

(10) 

The  significance  of  these  two  equations  deserves  empha* 
sis.  For  a  given  material  and  length-to-width  ratio,  there  are 
four  adjustable  parameters:  /,  h,  d,  and  V.  By  requiring  a 
certain  cantilever  force  constant  and  resonant  frequency  and 
using  a  voltage  limited  by  snapping,  three  of  these  variables 
have  been  eliminated.  For  example,  choosing  a  desired  k  of 
50  N/m  and /«  of  5  kHz,  we  find  that  1  =  b  =  2.1  mm,  and 
A  =  19  /rm,  using  E=  1.7x  10“  Pa  and  p  =  23(X)  kg/m\ 
values  for  Si.  By  setting  the  plate  separation  </  to  a  realistic 
minimum  of  2/xm,  we  obtain  a  capacitance  derivative  (sensi¬ 
tivity)  of  =3.9X10  *’  F/m.  From  Eq.  (8),  the  working 
voltage  is  then  6.4  V  RMS. 

The  second  configuration  [Fig.  1(b)  ],  which  we  have 
implemented,  is  that  of  a  curved  wire  near  two  orthogonal 
plates.  The  capacitance  is  then  measured  between  the  wire 
and  each  of  the  two  plates.  This  device  is  somewhat  simpler 
than  the  first  as  the  curved  wire  is  itself  the  cantilever,  so  no 
mechanical  connection  need  exist  between  the  cantilever/tip 
and  any  part  of  the  sensor  providing  greater  ease  in  inter¬ 
changing  tips.  In  addition,  no  microfabrication  is  required. 
The  disadvantages  are  that  the  cantilever  must  be  conduct¬ 
ing  and  have  the  geometry  of  a  curved  wire.  The  wire  is 
curved  in  order  to  ease  its  alignment  with  respect  to  the 
plates. 

Analogous  to  the  flat  plate  geometry,  a  series  of  equa¬ 
tions  describes  the  choice  of  parameters.  First  we  obtain  the 
capacitance  derivative  by  approximating  the  wire-plate  ge¬ 
ometry  by  that  of  an  ellipsoid  separated  from  the  plate  by  a 
distance  much  smaller  than  either  of  its  principle  radii: 

—  =5.56X10  (11) 

dd  d 

Here,  r,  is  the  wire  radius  and  is  the  radius  of  curvature. 
The  spring  .onstant  and  resonance  frequency  of  the  cantile¬ 


ver  are  given  by 

k  =  l>nr\E/Al\  (12a) 

/«  =0.284(rff:/p/■')'■'^  (12b) 

and  the  force  derivative  is 

F'  =  2.78X10  "[V'/d')4r\r,.  (13) 

As  for  the  parallel  plate  geometry,  the  sensitivity  increases 
with  decreasing  d,  but  in  practice  the  operating  distance 
should  be  set  so  that  F'  is  a  fraction  a  of  A',  giving 

t/,,,,  =  v'2,78  X  10  “  F-(  v>,r,/A«) .  ( 14) 


Combining  Eqs.  (11)  and  (14),  we  find  that  at  this  distance 


1.05x10  '(r,x-)'  ■'(Aa)'  ■' 
dd~  V  ’  '  ^ 

where  ka  =  F'.  Remembering  from  above  that  the  S is 
proportional  to  V(dC /dd),  we  see  that  the  5 /.V  is  indepen¬ 
dent  of  varying  V  and  d.  as  long  as  these  parameters  are 
varied  proportionately  according  to  Eq.  (13)  to  maintain  a 
particular  F'. 

Specifying  A  and /«,  as  was  done  for  the  first  configura¬ 
tion,  fixes  two  parameters,  in  this  case  the  wire  radius  and 


length. 

'  F'-'  \k'" 

(16) 

.3.22^-’  V  JV  ' 

i  '  1 

1  ' 

'•i  = 

/r ' 

(17) 

The  snapping  condition  gives 


^  =  /3-21X10 

irEa  /V  r]'* 


(18) 


For  the  Ir  wire  we  commonly  use,  E  =  5.2  x  10' '  Pa  and 
p  =  2.25  X  10“  kg/m  ’.  We  find  for  a  desired  A  of  50  N/m  and 
of  5  kHz  that  r,  =  33  pm  and  /  =  3.0  mm.  Since  the  cur¬ 
vature  r,  is  necessary  only  for  alignment  of  the  wire  with  the 
plates,  it  must  be  of  the  order  of  the  plate  dimension.  We 
choose  2  mm,  which  for  F  =  3.5  V  RMS  and  a  =  0.5  gives  a 
working  distance  of  590  A,  corresponding  to  a  sensitivity  of 
2.4X  10  ’  F/m.  Clearly,  there  are  a  number  of  consider¬ 
ations  that  will  determine  the  final  choice  of  parameters.  For 
instance,  there  is  a  minimum  wire  diameter  that  can  be  easily 
handled.  A  final  consideration  not  discussed  above  is  the 
dynamic  range:  in  order  to  relieve  the  constraints  of  oper¬ 
ation  with  feedback  control  on  the  sensor  plates,  d  must  be 
large  enough  to  prevent  snapping  of  the  wire  into  the  sensor 
plate  as  the  cantilever  is  pushed  back.  If  d  is  made  too  large, 
however,  the  sensitivity  is  unacceptably  low. 

Due  to  handling  constraints  in  the  current  mode  of  op¬ 
eration,  our  typical  wire  is  125  /rm  in  diameter  and  6  mm 
long,  giving  A  =  90  N/m  and  =2.5  kHz.  With  r,  =  2 
mm,  F'  =  50  N/m,  and  F  =  3.5  V  RMS,  the  operating  dis¬ 
tance  is  490  A  [Eq.  ( 14)  ],  giving  a  sensitivity  of  4.0 X  10  ’ 
F/m. 


B.  Electronic  circuitry 

The  above  calculations  for  the  model  sensor  geometries 
indicatethatcapacitancenoLselevelsontheorderof  10  F 
are  required  to  achieve  deflection  sensitivities  of  0  1  A. 
These  levels  are  small  not  only  on  an  absolute  scale,  but  also 
compared  to  the  total  input  capacitance  of  several  pF  for 
typical  circuits.  The  basis  for  the  capacitance  measurement, 
applying  an  oscillating  voltage  across  the  capacitor  and  mea¬ 
suring  the  reactive  current,  is  well  known.  Very  precise  mea¬ 
surements  are  possible  in  principle,  since  a  capacitor  has  no 
Johnson  noise  (associated  with  resistors)  or  shot  noise  (as¬ 
sociated  with  semiconductor  junctions).  The  sensitivity  of 
the  capacitance  circuit  is  optimized  by  measuring  the  capaci¬ 
tance  at  a  high  frequency  to  maximize  the  sensor  current  and 
by  using  a  balanced  configuration  to  null  out  the  eflect  of 
amplitude  variations  in  the  alternating  voltage. 
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As  illustrated  in  Fig.  2.  the  instrument  uses  a  grounded 
cantilever,  and  the  circuit  measures  at  6.4  MHz  the  capaci¬ 
tance  C,  of  the  sensor  plate  with  respect  to  ground.  The 
transformer  input  conlguration  ( using  a  Mini  Circuits  Tl-1 
transformer)  has  three  advantages.  It  allows  one  terminal  of 
the  sensor  capacitance  to  be  at  ground,  keeps  the  sensitivity 
of  the  circuit  independent  of  the  total  input  capacitance,  and 
affords  a  simple  means  for  balancing  the  circuit  through  the 
trimmer  capacitor  or  the  varactor.  Negative  feedback  keeps 
the  base  of  the  Ml’SHO?  near  rf  ground,  so  that  the  sensor 
current  flows  through  the  feedback  capacitor  C,.  ,  giving  an 
rf  signal  at  the  collector  of  (C,,  —  C, )  ,  where  F,,  is 

the  rf  supply  voltage  and  C,,  is  the  balancing  capacitance. 
After  the  emitter  follower  2N3904,  the  signal  is  demodulat¬ 
ed  at  approximately  unity  gain  by  a  mixer  (Mini-Circuits 
TFM-3).  ft  is  then  filtered  before  being  amplified  by  100, 
giving  an  overall  circuit  gain  of  dV,,„^/dC^  =  100F^i/C,. 
With  a  different  output  amplifier  and  filtering,  this  circuit 
could  be  operated  at  a  bandwidth  up  to  1  MHz.  Using  an  rf 
voltage  F,(  of  3.5  V  RMS,  and  a  C,  of  about  2  pF,  we  mea¬ 
sure  a  gain  of  1.2  X  10'’*  V/F,  in  good  agreement  with  this 
equation. 

The  +  10-V  output  swing  gives  a  range  of  0.16  pF.  Pre¬ 
cise  balancing  is  therefore  essential  just  to  bring  the  output 
on  scale,  and  is  also  important  to  minimize  the  effect  of  F,,. 
amplitude  noise  on  the  output.  The  balancing  is  provided  by 
the  varactor.  Because  the  varactor  performance  conforms 
closely  to  published  specifications,  it  also  provides  a  simple 
means  to  calibrate  and  check  the  performance  of  the  circuit, 
since  the  circuit  responds  in  the  same  way  to  variations  of  the 
sensor  capacitance  as  it  does  to  variations  of  the  varactor 
capacitance  (after  the  two  20-pF  series  capacitors  are  taken 


into  account).  When  larger  series  capacitors  were  used  to 
provide  a  large  balancing  range,  the  varactors  apparently 
made  some  contribution  to  the  1// noise  described  below  As 
presently  configured,  when  the  varactor  bias  is  varied  be¬ 
tween  8  and  27  V.  the  varactor  capacitance  changes  from  6  to 
2.5  pF,  corresponding  to  a  circuit  offset  range  of  1.75  pF 

Figure  3  presents  a  schematic  of  the  rf  source  used  This 
circuit  generates  a  sine  wave  of  very  well-regulated  frequen¬ 
cy  and  amplitude,  and  we  have  no  evidence  that  it  contribut¬ 
ed  to  the  noise  of  our  instrument. 

The  two  principal  sources  of  white  noise  in  this  circuit 
are  the  voltage  and  current  noise  of  the  MPSH07.  With  a  de¬ 
base  current  =  of  2.6//A,  the  shot  noise  current  is  ^  2qi,i 
=  0.9  pA/>,  Hz,  where  q  is  the  electronic  charge.  (In  this 
paper  all  spectral  densities  are  root  mean  square  signal  per 
unit  bandwidth. )  This  noise  current  passes  through  ,  and 
is  denuxiulated  around  the  rf  frequency  giving  a  noise  vol¬ 
tage  of  770  nV/v  Hz  at  the  circuit  output.  The  ,MPSH07 
voltage  noise  is  specified  to  be  1.7nV/^  Hz.  With  a  total  base 
capacitance  ( including  the  sensor  and  stray  capacitance 
of  the  lead  in  wires)  of  5  pF,  the  resulting  noise  at  the  collec¬ 
tor  is  1.7x  (Cfl  +  C,  )/C,  =6  nV/.  Hz.  giving  600  nV/ 
\  Hz  at  the  circuit  output. 

The  net  noise  is  thus  calculated  to  be  v,  0.6’  f  0.77’  =  1 
juV/^Hz.  We  measure  1.7  /zV/^  Hz,  at  frequencies  ,'500 
Hz,  in  reasonable  agreement.  As  expected  the  measured 
white  noise  spectral  density  is  independent  of  F,, . 

Since  the  mixer  demodulates  in  only  a  narrow  band¬ 
width  around  6.4  MHz,  we  would  expect  any  current  or 
voltage  noise  originating  before  the  mixer  to  appear  at  the 
circuit  output  with  a  frequency-independent  noise  spectrum. 
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FIG,  j.  Schematic  diagram  of  the  radio  requency  generator  used  for  capacitance  measurement.  Unless  indicated  otherwise,  capacitance  is  expressed  in  //F. 
resistance  ip  fl. 


From  Fig.  4,  we  see  that  this  is  the  case  above  500  Hz,  but 
that  below  this  frequency  the  noise  rises  steadily.  This  addi¬ 
tional  noise  component  is  unchanged  by  ofFetting  the  circuit 
with  the  varactor,  but  it  is  proportional  to  V,f.  For  this  rea¬ 
son  we  believe  that  the  noise  arises  from  fluctuations  of  the 
reactance  of  the  portion  of  the  circuit  before  the  MPSH07. 
The  noise  could  be  altered  substantially  by  soldering  and 
unsoldering  trimmer  capacitors,  but  never  in  a  reproducible 
way. 

The  observed  noise  spectrum  can  be  fit  by  the  equation 

=  v'1Tto^(13///)=  /xVA^Hz,  (19) 

indicating  th  t  the  noise  consists  of  a  constant  component 
plus  a  component  with  a  1// power  spectrum.  Although  this 


Frequency  I  Hz] 


FIG  4  Measured  root  mean  square  noise  spectral  density  vs  frequency  for 
the  capacitance  circuit.  The  left  vertical  axis  represents  circuit  output  vol¬ 
tage.  white  the  right  axis  rcprescnls  the  corresponding  lever  displacement, 
issuniii.g  a  sensitivity  of  2  10  ’  F/m. 


last  component  is  very  dominant  at  low  frequencies  it  only 
contributes  20  (UV  of  noise  per  decade  of  frequency.  Integrat¬ 
ing  the  above  equation. 


we  find  the  total  noise  ;V,  over  a  I  to  1000  Hz  bandwidth  to 
be  63  ^V.  If  the  I// component  were  to  be  removed,  this 
figure  would  drop  only  slightly,  to  53  ^wV.  Over  a  range  of 
0.01-1000  Hz.  the  total  noise  is  68 /rV,  or  5.7  X  10  F.  Ata 
sensitivity  of  2  X  10  F/m.  this  is  equivalent  to  a  dispiace- 
ment  noise  of  0.028- A  RMS. 

The  actual  traces  of  the  output  voltage  shown  in  Fig.  5 
are  consistent  with  these  noise  figures.  The  typical  drift  rate 
is  less  than  0.5//V/s,  corresponding  to  less  than  0.01  A/min. 
Since  this  is  better  than  the  positioning  drift  rate  due  to  ther¬ 
mal  variations  and  piezo  creep  achieved  in  most  AFMs,  the 
actual  drift  in  the  sensor  displacement  measurement  is  not 
limited  by  the  capacitance  measurement. 

Although  the  capacitance  circuit  is  mounted  in  a  tube 
.several  centimeters  from  the  AFM  inside  vacuum,  the  6.4 
MHz  rf  source  is  located  outside  the  vacuum;  its  signal  is 
brought  into  the  vacuum  and  passes  down  to  the  capacitance 
detector  circuit  through  a  coaxial  connector.  Probably  be¬ 
cause  the  circuit  works  near  nulling,  the  capacitance  signal  is 
fairly  insensitive  to  bending  or  vibration  of  the  rf  cable.  The 
±  15-V  supply  is  also  located  outside  of  vacuum 

The  two  capacitance  signals  together  with  a  reference 
ground  were  brought  to  two  Tektronix  AM  502  differential 
amplifiers  operated  at  a  gain  of  1(X).  Because  the  circuit  out- 
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FIG.  5.  i->Ioise  traces  recorded  from  the  capacitance  circuit,  with  two  differ¬ 
ent  time  constants.  The  0.1 -A  calibration  bar  assumes  a  sensitivity  of 
2x  10  '  F/m:  (a)  Using  a  0.2-ms  time  constant  low-pass  filter,  corre¬ 
sponding  to  a  bandwidth  of  I  kH^;  (b)  lO-ms  filter,  bandwidth  20  H/,. 


put  is  very  sensitive  to  the  line  frequency  induced  and  other 
variations  of  the  varactor  voltages,  these  voltages  were  pro¬ 
vided  by  three  9-V  batteries  in  series  divided  by  a  potentiom¬ 
eter. 

Aside  from  the  fundamental  limitations  of  the  circuit 
discussed  above  in  some  detail,  a  chief  source  of  noise  is  the 
variation  of  stray  capacitance  of  the  circuit  or  sensor  plates. 
Because  of  the  extreme  sensitivity  of  the  circuit,  changes  of 
the  capacitance  to  ground  of  even  the  output  or  supply  wires 
of  the  circuit  due  to  swinging  of  the  instrument  in  its  suspen¬ 
sion  can  generate  noise.  To  circumvent  this  problem,  all 
wires  running  through  vacuum  to  the  instrument  run 
through  shielded  cables  (shield  grounded)  over  most  of 
their  length.  The  vibration  problem  is  most  severe  for  wires 
going  directly  to  the  sensor.  For  this  reason,  these  wires  are 
kept  as  short  and  as  rigid  as  possible. 

A  particularly  persistent  interfering  noise  was  at  1 20  Hz 
and  synchronized  with  the  power  line.  This  signal  was  lar¬ 
gest  only  when  the  piezo  supplies  were  turned  on,  but  be¬ 
cause  it  was  proportional  to  the  rf  voltage,  it  seemed  to  repre¬ 
sent  a  true  capacitance  signal  on  the  order  of  10  F p-p.  It 
was  concluded  that  the  signal  resulted  largely  from  the 
ri^O.  1-pF  stray  capacitance  of  the  sensor  plates  to  the  piezoe¬ 
lectric  tubes.  The  120-Hz  signal  could  result  if  the  imped¬ 
ance  at  6.4  MHz  of  the  piezo  driving  circuits  to  ground  was 
modulated  at  120  Hz  This  could  result  from  the  switching 
on  and  olT  ofthe  rectifier  diodes  in  the  piezo  power  supply.  A 
similar  eflccl  seemed  to  arise  from  the  (  1 5-V  supply  of  the 
capacitance  circuit  itself.  In  agreement  with  this  theory,  we 
found  that  the  12()-Hz  interference  disappeared  when  1.2- 
mH  inductors  were  inserted  (outside  of  vacuum)  In  nearly 
all  wires  going  to  the  AFM,  including  the  piezo  and  capaci¬ 
tance  circuit  wires,  but  excluding  the  rf  supply. 


When  we  first  implemented  our  capacitance  detection 
scheme,  an  anomalous  signal  was  noticed  with  conducting 
samples.  When  the  tip  came  into  hard  contact  with  the  sam¬ 
ple,  both  the  load  ane  friction  signals  showed  an  abrupt  1- 
1.15x10  F  increase  in  capacitance.  This  effect  is  due  to 
the  stray  capacitance  of  the  sample  to  the  sensor  plate,  which 
acts  in  series  with  the  admittance  (impedance  '  )  of  the 
sample  to  ground  to  generate  a  stray  sensor-ground  capaci¬ 
tance.  Although  the  derivative  of  this  capacitance  with  re¬ 
spect  to  the  sample  position  is  much  smaller  than  the  deriva¬ 
tive  of  the  cantilever-sensor  capacitance  with  respect  to  the 
cantilever  position,  the  total  sample-sensor  capacitance  is  of 
the  same  order  as  the  total  cantilever-sensor  capacitance. 
The  anomalo  IS  signal  arises  because  touching  the  grounded 
cantilever  to  the  sample  increases  the  capacitance  of  the  sen¬ 
sor  plate  to  ground. 

Obviously  this  problem  could  be  eliminated  by  perma¬ 
nently  grounding  the  sample,  so  that  tip  contact  would  have 
no  effect,  but  this  solution  would  not  allow  tunneling  mi¬ 
croscopy.  which  requires  ^hat  the  sample  be  electrically  bi¬ 
ased  with  respect  to  the  tip.  The  solution  is  to  use  a  resonant 
circuit  to  permanently  ground  the  sample  only  at  the  6.4- 
MHz  operating  frequency  of  the  capacitance  circuit.  A  200- 
pF  capacitor  in  series  with  a  custom-wound  3-//H  inductor 
were  housed  in  18-mm-diam  stainless  steel  can  sealed  by  a 
welded  two-conductor  feedthrough.  Before  sealing,  the  in¬ 
ductor  winding  was  adjusted  to  tune  the  circuit  resonance  to 
the  6.4  MHz,  so  that  a  low  2-fi  impedance  was  achieved  at 
this  frequency.  After  the  filter  was  mounted  on  the  AFM 
base  plate,  and  attached  between  the  sample  holder  and  the 
AFM  body  ( ground ) ,  the  anomalous  signal  was  eliminated. 

IV.  EXPERIMENT 

A  primary  design  goal  was  good  vibration  isolation, 
which  was  attained  by  mounting  the  AFM  on  a  suspension 
of  very  low  resonance  frequency  and  by  raising  the  lowest 
resonance  frequency  of  the  AFM  through  the  use  of  small, 
stiff,  lightweight  parts.  Further  matters  of  concern  were  re¬ 
duction  of  stray  capacitance  and  accessibility  to  all  of  the 
devices  mounted  on  the  UHV  chamber  (airlock,  LEED, 
Auger,  heater,  evaporation  .source). 

Figures  6  and  7  diagram  the  AFM  and  the  UHV 
chamber,  respectively.  The  AFM  sits  on  a  base  plate,  which 
is  suspended  by  two  stages  of  spring  support  (450  mm  total 
length  when  fully  extended )  to  the  top  flange  of  a  1 50-mm- 
diam  tube  extending  upwards  from  the  chamber  center.  The 
spring  system,  w  ith  an  intermediate  mass  of  about  1  kg  be¬ 
tween  the  first  and  second  stages,  has  a  lowest  vertical  reso¬ 
nance  frequency  of  1-2  Hz.  The  sample  and  sensor  arc 
mounted  opposite  one  another  on  piezoelectric  tripods.  The 
tripod  consists  of  three  piezoelectric  tubes  ( PZT5A.  25  mm 
long,  .1  mm  diameter)  each  having  a  scanning  range  of  -4 
//m.  For  coarse  xyz  translation,  each  tripod  unit  is  adjusted 
by  three  mechanical  screws  that  are  accessed  by  a  rotatable 
wobblestick.  A  translation  of  1  //rn  results  from  a  I"  screw 
rotation  in  the  .v  and  f  directions,  ami  spur  gears  provide  a 
further  factor  of  7  reduction  in  the  z  directions.  In  normal 
operation,  the  cantilever  remains  fixed  and  the  sensor  plates 
and  sample  are  moved  toward  it  first  with  coarse  mechani- 
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FIG.  6.  Schematic  of  AFM,  showing  ( 1 )  spring  suspension,  (4!  mounting 
ring,  (2)  eddy  current  damping,  (3)  mechanical  adjust  screws  for  sample 
and  sensor,  (5)  piezo  tripods  for  sample  and  (8)  sensor.  (6)  sample  mount. 
( 7 )  tip  mount  on  piezo  tube  scanner,  ( 9 )  macor  mounting  block  for  sensor 
plates.  ( 10)  leads  to  capacitance  circuit,  and  (11)  sealed  tube  containing 
capacitance  circuitry.  For  clarity,  sample  and  sensor  are  shown  mechani¬ 
cally  retracted  from  the  wire. 


cal,  and  then  fine  piezoelectric  adjustments.  The  cantilever, 
however,  is  mounted  on  a  piezoelectric  single  tube  scan¬ 
ner,^’  which  may  be  used  to  oscillate  it  in  any  direction.  Both 
cantilever  and  sample  are  attached  to  small  mounts  with 
wire  hooks  so  that  a  wobblestick  can  carry  them  to  all  de¬ 
vices — airlock  with  linear  translation  stage,  LEED,  Auger, 
heater,  evaporation  source — without  breaking  the  vacuum. 


The  bottom  of  the  mount  is  a  post  that  slides  into  a  socket 
and  is  locked  into  place  by  a  set  screw. 

Most  of  the  experiments  were  done  using  iridium  as  the 
cantilever/tip  material  because  of  its  hardness  and  inertness 
with  respect  to  adsorption  of  residual  gases.  The  end  of  the  Ir 
wire  is  bent  by  90”  towards  the  sample,  and  the  tip  is  fabri¬ 
cated  by  electrochemically  etching  this  end  in  molten  NaCi. 
The  NaCl  is  contained  in  a  graphite  crucible,  which  is  held  at 
a  potential  of  —  2.5  V  with  regard  to  the  specimen  for  ~2 
s.  '■*  Tip  radii  of  5  1000  A  are  obtained,  as  estimated  from 
SEM  pictures.  A  typical  example  is  shown  in  Fig.  8.  Before 
being  transferred  to  the  AFM.  the  tip  is  heated  to  1300  K  by 
an  electron  gun. 

The  sensor  plates  are  spring  mounted  on  a  Macor  blcKk, 
which  is  screwed  into  the  vertex  of  the  piezo  tripod.  The 
plates  are  cut  using  a  diamond  pen  from  doped  Si  <  i  1 1 ' 
(Pensilco).  They  are  coated  with  an  evaporated  gold  film 
over  a  chromium  underlayer  in  the  region  of  the  spring 
mounting  to  eliminate  problems  of  contact  resistance. 

The  two  plates  are  chosen  close  enough  to  be  coupled  by 
a  capacitance  Q  of  0. 1  pF,  which  mixes  the  signals  for  the 
cantilever  deflections  in  they  and  z  directions.  For  example 
the  effective  capacitance  C  [.  of  they  sensor  plate  includes  the 
capacitance  of  the  gap  between  they  sensor  and  the  canti¬ 
lever  and  the  capacitance  of  C,.  acting  in  series  with  the  ca¬ 
pacitance  Cj  of  the  gap  between  z  sensor  and  the  cantilever: 

Since  C„  and  C,  are  about  1  pF,  dC'/dC,  ~0.01,  and  the 
interaction  between  y  and  z  is  only  about  1  %,  much  smaller 
than  interactions  due  to  inexact  relative  positioning  of  the 
sample,  wire  and  sensor  plates.  In  any  case,  the  interaction 
can  be  measured  by  moving  the  sensor  with  the  piezos  in 
well-defined  directions,  and  later  this  effect  can  be  removed 
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by  applying  a  linear  transformation  to  the  y  and  z  data. 

The  electronics  circuitry  is  mounted  in  a  38-mm-diam 
tube,  which  is  sealed  with  an  atmosphere  of  argon  to  aid  leak 
detection  and  clamped  directly  into  the  base  plate  of  the 
AFM .  The  wire  ( teflon-clad  copper  wire  with  0. 1 5  mm  outer 
diameter  from  the  California  Fine  Wire  Co.)  leading  from 
the  sensor  plates  to  the  circuit  is  about  80  mm  long.  All 
electrical  connections  to  the  AFM  are  made  through  feed¬ 
throughs  in  the  top  flange.  To  reduce  stray  capacitance,  all 
signal  lines  are  shielded  from  each  other  and  especially  from 
the  wires  carrying  the  piezo  voltages.  To  avoid  vibrational 
coupling  of  the  AFM  to  the  outside  through  these  relatively 
stiif  wires,  a  connector  board  on  top  of  the  AFM  connects 
them  to  the  weaker  wires  described  above,  which  finally  lead 
to  the  AFM.  Other  wires,  such  as  those  inside  the  tube  be¬ 
tween  the  circuit  board  and  UH  V  feedthroughs,  are  stiffer.  It 
was  found  that  vibration  of  circuit  parts  and  connecting 
wires  could  contribute  to  the  noise. 

All  the  piezo  scan  voltages,  capacitance  sensitivities, 
tunneling  current,  andy  and  z  cantilever  motions  are  record¬ 
ed  on  video  tape  using  an  A,  F.  Vetter  Co  model  4000  16 
channel  analog-digital  processor  and  Panasonic  model 
AG  1230  VCR.  For  analysis,  this  data  is  transferred  to  an 
IBM  PC-AT. 

A.  Experimental  procedure 

To  achieve  optimum  sensitivity,  the  two  sensor  plates 
are  first  brought  into  contact  with  the  cantilever  (for  unidi¬ 
rectional  force  detection  only  one  plate  is  used).  Depending 
on  whether  the  cantilever-sensor  contact  is  insulating  (due 
to  contaminations )  or  conducting,  contact  is  detected  by  an 
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insensitivity  of  the  capacitance  signal  to  sensor  position  or  by 
a  sudden  off-scale  signal.  The  plates  are  then  taken  back  to  a 
position  as  close  as  possible  to  the  wire  without  achieving 
snapping  of  the  wire  into  the  sensor  plates  or  touching  of  an 
asperity  on  wire  or  plates.  To  calibrate  the  relation  of  detec¬ 
tor  output  to  cantilever  displacement,  the  sensor  plates  are 
oscillated  by  the  piezoelectric  tubes  over  a  known  distance, 
and  the  amplitude  of  the  signal  modulation  is  recorded.  Even 
before  snapping  occurs,  the  attractive  force  of  the  sensor 
plates  on  the  cantilever  reduces  the  effective  cantilever  force 
constant  by  adding  a  downward  curving  potential  to  the  up¬ 
ward  curving  parabolic  potential  of  the  cantilever.  The  ex¬ 
tent  to  which  the  force  constant  is  mtxiified  can  be  deter¬ 
mined  by  vibrating  the  cantilever  and  measuring  the 
resonant  frequency  shift.  Two  nearly  equal,  low  resonance 
frequencies  are  found,  because  the  doubly  degenerate  reso¬ 
nance  frequency  of  a  straight  wire  is  split  when  it  is  bent. 

For  conducting  samples,  the  coarse  approach  of  the 
sample  toward  the  tip  can  be  monitored  electrostatically  by 
applying  a  30-V  p-p  triangle  wave  to  the  sample.  Then,  while 
bringing  the  sample  toward  the  tip  using  alternately  me¬ 
chanical  and  piezoelectric  motion,  the  normal  electrostatic 
force'"  ''’  is  monitored  through  phase-sensitive  detection  of 
the  cantilever  deflection  at  twice  the  frequency  of  the  trian¬ 
gle  wave.  By  comparison  of  the  cantilever  deflection  with 
that  calculated  from  the  tip  radius,  the  sample  is  brought  to 
within  500-2000  A  of  the  tip.  For  a  friction  measurement 
(with  both  plates  close  to  the  wire),  the  sample  is  then  ad¬ 
vanced  slowly  (several  A/s)  up  to  and  beyond  the  point 
where  hard  contact  occurs,  and  then  backed  out  to  separa¬ 
tion.  Simultaneously,  the  sample  is  oscillated  in  the  friction- 
sensitive  y  direction  at  1-10  Hz.  Because  the  change  in  z  is 
slight  for  each  y  oscillation,  each  such  loop  gives  an  average 
frictional  force  for  a  particular  average  load. 

V.  RESULTS 

Our  AFM  has  been  used  to  study  several  different  sys¬ 
tems:  Iridium  tips  on  highly  oriented  pyrolytic  graphite 
(HOPG)  and  Au(lll)  films,  tungsten  on  SiO,,  and  dia¬ 
mond  tips  on  diamond  films.  Detailed  analysis  of  these  re¬ 
sults  is  published  elsewhere.’ '  ''  Here,  the  bidirectionality 
of  the  instrument  in  the  dc  mode  will  be  shown  with  the 
HOPG  data,  and  the  imaging  capabilities  demonstrated 
through  pictures  of  diamond  films. 

A.  Friction  of  an  iridium  tip  on  highly  oriented  pyrolytic 
graphite 

The  graphite  sample  used  in  our  experiment  was  cleaved 
in  air  by  peeling  a  thin  layer  of  graphite  from  the  sample  with 
adhesive  tape  immediately  before  loading  it  into  vacuum. 
Figures  9  and  10  represent  a  friction  experiment  performed 
as  described  above.  The  z  advance  is  8  A/s  and  the  y  oscilla¬ 
tion  is  2()-A  p-p  at  2  Hz.  A  typical  loop  obtained  during  one 
suchy  oscillation  of  the  sample  is  shown  in  Fig.  9,  displaying 
the  deflection  of  the  cantilever  in  the  lateral  (a)  and  normal 
direction  (b)  versus  the  sample  y  displacement.  In  (a) 
numbers  indicate  different  regions  of  the  loop:  Just  after  the 
sample  changes  direction  the  loop  shows  a  sticking  region 
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FIG.  9.  (a)  Lateral  and  (b)  normal  deflection  of  the  cantilever  (k  =  100 
N/m),  as  the  sample  undergoes  one  complete  oscillation  in  the  lateral  direc¬ 
tion.  Numbers  in  (a)  indicate  diflerent  regions  of  the  friction  loop;  1-2, 
sticking  region;  2-3,  sliding  region. 


{ 1-2),  with  a  slope  (i.e.,  cantilever^  deflection  per  sample >> 
displacement)  of  one.  When  the  restoring  force  of  the  bend¬ 
ing  wire  overcomes  the  static  friction  ( point  2 ) ,  the  tip  slides 
across  the  surface  (2-3)  until  the  turnaround  at  point  3. 

Figure  10  shows  a  friction  experiment  in  which  a  freshly 
cleaved  HOPG  surface  is  contacted  with  a  new  Ir  tip  with  a 
radius  of  1 500  A  and  spring  constant  of  100  N/m.  Here,  the 
utility  of  bidirectional  sensing  is  demonstrated.  The  load  and 
friction  values  for  this  figure  have  been  measured  simulta¬ 
neously,  obviating  the  need  to  make  assumptions  about  sam¬ 
ple  compliance  or  elasticity.  Average  lateral  (a)  and  normal 
(b)  deflections  of  the  cantilever,  deduced  from  each  loop, 
are  plotted  versus  the  z  displacement  of  the  sample,  as  it  is 
advanced  towards  the  tip  and  then  retracted  again  at  the 
same  rate.  The  average  frictional  force  is  obtained  from  half 
of  the  average  loop  height  multiplied  by  the  wire  spring  con¬ 
stant.  The  average  load  is  computed  from  the  average  nor¬ 
mal  cantilever  deflection  which,  in  these  experiments  (Fig. 
9),  does  not  change  by  more  than  4  A  during  one  oscilla¬ 
tion.  In  Figs.  9  and  10,  the  dc  deflection  of  the  cantilever  in 
the  two  orthogonal  directions  is  computed  directly  from  the 
measured  capacitance  change,  without  the  employment  of 
feedback  electronics  to  adjust  the  sensor  position.  As  can  be 
seen  from  the  loop  in  Fig.  9(a),  the  cantilever  deflection 
noise  is  approximately  0.3-A  p-p.  The  effective  bandwidth, 
determined  by  the  sampling  rate,  is  dc  to  200  Hz.  The  .struc¬ 
ture  in  the  sliding  part  of  the  loop  in  Fig.  9(a)  could  be  an 
indication  for  a  modulation  of  the  frictional  force  with  the 
underlying  sample  lattice,  as  it  was  found  for  graphite  in  air.*' 


z  Sample  Dtsplacament  [A] 

FIG.  10.  (a)  Average  lateral  and  (b)  normal  deflections  of  the  cantilever  vs 
the  sample  z  displacement.  Arrows  indicate  approach  and  retraction. 


the  noise  in  this  experiment  is  too  high  to  clearly  distinguish 
a  periodicity. 

The  most  striking  feature  in  Fig.  10  is  the  slow  onset  of 
the  normal  cantilever  deflection  as  the  sample  is  advanced 
towards  the  tip.  Only  at  higher  loads  is  the  cantilever  even¬ 
tually  bent  backwards  at  the  same  rate  as  the  sample,  result¬ 
ing  in  a  slope  of  1  in  curve  b  at  higher  sample  z  displace¬ 
ments.  The  reversibility  of  this  behavior,  as  indicated  by  the 
subsequent  retraction,  indications  that  the  deformation  is 
elastic.  As  discussed  elsewhere,'  the  elastic  response  to  a 
given  load  is  much  greater  than  predicted  from  a  model 
based  on  the  bulk  elastic  constants  of  graphite,  an  effect  that 
may  be  due  to  delamination  and  bending  of  a  graphite  flake 
normal  to  the  surface.  From  Fig.  10  we  derive  a  friction 
coefficient  of  0.25,  much  higher  than  the  values  previously 
reported  for  metal  tips  on  graphite.  Since  this  value  was  ob¬ 
tained  on  the  first  approach  of  the  sample  to  the  tip.  it  is 
likely  that  much  lower  friction  coefficients  for  single  tips  on 
graphite  are  attained  only  after  a  flake  has  broken  off  the 
surface  and  attached  to  the  tip. 

B.  Diamond  tip/diamond  film  interactions 

The  imaging  capabilities  of  the  AFM  in  the  ac  mode 
were  tested  in  both  the  contacting  (repulsive)  and  noncon¬ 
tacting  (attractive)  profiling  mode.  In  the  attractive  mode 
the  cantilever  was  vibrated  at  1  Hz  above  its  resonance  fre¬ 
quency  at  an  amplitude  of  20- A  p-p.  Since  the  compliance  of 
the  cantilever  is  changed  due  to  the  attractive  force  deriva¬ 
tive  between  tip  and  sample,  the  vibration  amplitude  of  the 
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cantilever  is  reduced  as  a  consequence  of  a  lowering  of  the 
resonance  frequency."  '*’  Profiling  of  the  surface  was  ac¬ 
complished  by  a  feedback  circuit  that  kept  the  tip-sample 
spacing  constant  by  maintaining  the  vibration  amplitude  of 
the  cantilever  at  50%  of  its  resonant  value.  In  the  repulsive 
mode  the  tip  was  vibrated  with  an  amplitude  of  5-20  A p-p  at 
a  frequency  of  several  hundred  Hz,  depending  on  cantilever 
spring  constant  and  resonance  frequency.  When  the  sample 
is  brought  to  within  the  range  of  the  tip  vibration,  the  ampli¬ 
tude  is  reduced  due  to  the  hard  contact  of  tip  and  sample.  In 
this  application  profiling  was  accomplished  by  a  feedback 
circuit  that  kept  the  tip-sample  spacing  constant  by  preserv¬ 
ing  a  reduction  of  ~20%  in  the  tip  modulation  amplitude. 

The  diamond  tip  was  obtained  by  gluing  a  small  dia¬ 
mond  fragment,  =200/zm  across,  to  the  end  of  a  cantilever 
made  from  tungsten  wire.  A  spring  constant  of  20  N/m  was 
calculated  from  the  geometry  of  the  wire  and  confirmed 
from  the  resonance  frequency.  The  diamond  films  used  in 
our  experiments  were  prepared  in  two  different  ways:  Film  1 
was  deposited  in  another  vacuum  chamber  onto  a  silicon 
substrate,  at  1100-1300  K  by  hot  filament  chemical  vapor 
deposition.  The  film  was  characterized  by  Raman  spectros¬ 
copy  and  SEM  photographs,  which  showed  diamond  crys¬ 
tals  typically  =2  ^m  across.^*  Film  II  was  prepared  on  a 
silicon  substrate,  in  a  microwave  plasma  deposition 
chamber.”  To  learn  about  the  film  topography  at  the  film- 
/substrate  interface,  the  silicon  substrate  was  etched  away, 
and  the  resultant  coherent  film  glued  upside  down  onto  a 
second  silicon  substrate.  Both  films  were  kept  in  laboratory 
air  for  a  couple  of  weeks  before  being  loaded  into  the  AFM 
without  further  treatment. 

Figure  11  shows  an  example  of  an  attractive  mode  image 
of  film  I  over  an  area  of  500  A  X  400  A.  The  image  reveals  a 
small  scale  roughness  not  visible  in  the  SEM  pictures,  as 
features  of  only  a  couple  of  A  high  can  clearly  be  resolved. 
We  assume  that  over  a  such  small  scanning  area  the  (ip  is 
actually  profiling  a  single-crystal  plane  of  a  diamond  crystal¬ 
lite.  A  detailed  account  of  our  investigation  of  frictional 
forces  of  this  film  will  be  deferred  to  a  later  publication.” 
Figure  12  shows  an  example  for  a  repulsive  mode  image  of 
film  II  over  an  area  of  =  5(XK)  A  X  7(XX)  A.  Relatively  small 
features  are  again  resolved,  with  heights  ranging  from  10  to 
100  A. 

VI.  DISCUSSION 

The  theoretical  performance  of  this  capacitance  AFM  is 
comparable  to,  or  better  than,  that  of  other  AFMs  in  current 
operation,  although  due  to  roughness  our  observed  noise  lev¬ 
el  IS  nearly  one  order  of  magnitude  worse  than  best  reported 
results  using  optical  fibers.  From  the  measured  signal, 
1x10  '  V/A,  taking  the  calibration  factor  of  the  circuit  of 
1.2 X  10'*  V/F  into  account,  we  find  an  actual  sensitivity 
during  the  experiment  of  only  ~  1  x  10  ’  F/m,  several 
times  lower  than  the  expected  sensitivity  (see  Sec.  III).  A 
close  examination  of  wire  and  capacitor  plates  showed  (hat. 
in  practice,  our  minimum  working  distance  and  consequent¬ 
ly  our  maximum  sensitivity  is  not  determined  by  the  theo¬ 
retical  operating  distance  («  0.5).  hut  rather  is  limit¬ 

ed  by  the  roughness  of  the  wire  and/or  dust  particles 


FIG.  II.  Attractive  mode  line-scan  image  of  diamond  film  I.  Scanned  area 
was  500  A  X  400  A  (x.y).  The  offset  between  lines  is  5  A  inr  The  bar  shows 
the  vertical  (z)  dimension  corresponding  to  35  A.  The  lateral  resolution, 
demonstrated  by  the  narrowest  stepwidlh  seen,  is  30  A. 


attached  to  wire  or  plates.  Particulates  in  the  size  range  0.1- 
10  /rm  represent  a  significant  fraction  of  laboratory  parti¬ 
cles.”  While  the  polished  silicon  wafers  are  smooth  to  better 
than  100  A,  the  wire  is  manufactured  by  an  extrusion  pro- 
ces,s,  and  SEM  pictures  of  uncleaned  wires  show  both 
grooves  along  the  length  of  the  wire,  and  particles  S  10  pm 
seemingly  stuck  to  the  surface.  To  alleviate  the  smoothness 
problem  to  some  extent,  a  rather  high  voltage  of  3.5-V  RMS 


FIG-  12.  Repulsive  mode  linc-scan  image  of  diamond  film  II  Scanned  area 
was  5(KX)  A  ■  ?(XX)  .•%  GIfset  belweeii  lines  is  !(X)  A  The  bar  shows  the 
vertical  dimension,  corresponding  lo  SO  A.  1  he  lateral  resolution  is  hO  .X 
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was  applied  to  the  sensor  plates  which  sets  the  snapping  dis¬ 
tance  (a  =  0.5)  to  490  A  and  the  sensitivity  to 
4.0 X  10  ’  F/m  (Sec.  III).  Still,  we  usually  have  to  work  at 
an  actual  distance  of  up  to  5  times  bigger  than  so  that 
theoretically  a  sensitivity  of  =  1  X  10  ^  F/m  is  to  be  expect¬ 
ed.  This  is  found  experimentally.  Polishing  methods  for  ob¬ 
taining  smoother  wires  to  work  closer  to  the  snapping  dis¬ 
tance  are  currently  under  study  in  our  laboratory.  Ideally, 
dust-free  conditions  should  also  be  maintained  both  while 
preparing  cantilevers  and  sensor  for  operation,  and  within 
the  UHV  chamber. 

Whereas  optical  techniques  for  sensing  AFM  cantilever 
deflection  are  fundamentally  constrained  by  photon  shot 
noise,  no  such  limit  applies  to  the  capacitance  technique. 
The  essential  limitations  of  our  detection  scheme  arise  from 
the  properties  of  the  input  transistor.  One  way  to  overcome 
these  limitations  is  to  use  a  resonant  input  stage,  so  that  the 
sensor  current  changes  more  rapidly  than  linearly  with  re¬ 
spect  to  the  capacitance.  Such  a  circuit  would  best  operate 
with  a  FET  input  which,  due  to  its  high  impedance,  would 
damp  the  resonant  circuit  minimally.  The  higher  voltage 
noise  of  the  FET  input  would  be  outweighed  by  the  resonant 
signal  enhancement.  Such  a  resonant  circuit  would  probably 
decrease  the  noise  of  our  circuit  by  an  order  of  magnitude,  so 
that  even  with  the  crude  wire  plate  geometry,  the  noise  level 
would  match  that  of  the  best  optical  techniques.  Using  a 
microfabricated  flat  geometry,  much  better  sensitivity  could 
be  attained. 

As  discussed  above  in  detail,  increasing  the  rf  voltage 
used  for  capacitance  sensing  increases  the  displacement  sen¬ 
sitivity  of  the  sensor,  but  the  voltage  must  be  limited  to  avoid 
letting  the  electrostatic  force  snap  the  lever  into  the  sensor 
plate.  In  a  microfabricated  cantilever-sensor  system,  this 
problem  can  be  avoided  by  balancing  out  the  electrostatic 
force  with  two  sensor  plates,  one  on  the  sample  side  of  the 
cantilever,  and  one  on  the  opposite  side.  Then  the  sensor- 
cantilever  distance  and  voltage  can  be  adjusted  to  give  a 
much  better  5 than  would  be  possible  for  one  plate  alone. 

One  disadvantage  of  all  AFMs  used  to  date  is  that  to 
detect  the  force  on  the  tip,  the  force  must  be  allowed  to  dis¬ 
place  the  tip.  The  relative  position  of  the  tip  with  respect  to 
the  sample  is  the  difference  between  the  measured  lever  posi¬ 
tion  and  the  controlled  sample  position.  This  complication 
can  be  avoided  by  using  a  zero  displacement  force  sensor.  In 
this  scheme,  the  force  on  the  tip  would  be  balanced  by  an 
opposing  force,  which  would  be  adjusted  by  a  feedback  loop 
to  keep  the  lever  displacement  zero.  This  method  could  in 
principle  be  applied  with  any  method  of  deflection  detection, 
but  it  is  particularly  well  suited  to  the  capacitance  technique, 
in  which  the  sensor  electrode  is  already  available  for  apply¬ 
ing  the  opposing  force.  The  opposing  force  could  be  applied 
to  the  sensor  plate  by  a  variable  dc  bias  superimposed  on  the 
rf  sine  wave.  The  effective  force  constant  of  the  lever  could  be 
varied  by  adjusting  the  gain  of  the  feedback  loop  controlling 
the  opposing  force.  Using  this  method,  the  dynamic  range  of 
measurable  forces  is  not  limited  by  the  range  of  measurable 
lever  displacements. 

This  zero  displacement  technique  could  be  implemen¬ 
ted  by  using  two  opposing  sensor  plates,  one  for  attractive 
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and  one  for  repulsive  forces.  Alternatively,  a  single  sensor 
plate  could  be  used  by  applying  a  nonzero  dc  bias  at  zero  tip 
force,  so  that  the  lever  is  pulled  by  the  electrostatic  force 
against  its  own  mechanical  restoring  force. 

In  conclusion,  we  have  presented  a  new  detection  meth¬ 
od,  based  on  capacitance  measurement,  for  sensing  the  canti¬ 
lever  deflection  in  an  atomic  force  microscope,  and  em¬ 
ployed  it  for  the  investigation  of  tribological  properties  (i.e., 
friction,  lubrication,  and  wear)  of  various  samples.  The  new 
AFM  offers  a  low  noise  level  at  frequencies  near  dc,  is  UHV 
compatible,  and  bidirectional:  Frictional  force  and  load  are 
determined  simultaneously  by  measuring  the  capacitance 
change  between  the  cantilever  and  two  orthogonal  plates. 
Theoretically,  the  instrument  should  achieve  0,03-A  RMS 
noise  in  the  O.Ol  to  1000  Hz  bandwidth.  In  actuality,  we 
observed  0. 1-A  RMS.  It  is  hoped  that  by  reducing  the  sensor 
roughness  we  will  be  able  to  approach  the  theoretical  sensi¬ 
tivity.  The  bidirectional  operation  of  our  instrument  in  the 
dc  mode  has  been  demonstrated  by  the  frictional  data  ob¬ 
tained  using  an  iridium  tip  on  HOPG.  Imaging  capabilities 
of  our  instrument  have  been  shown  in  both  the  contacting 
and  noncontacting  profiling  mode  through  images  obtained 
with  a  diamond  tip  on  diamond  films. 


ACKNOWLEDGMENTS 

We  are  pleased  to  acknowledge  S.  Chiang,  R.  J.  Wilson, 
and  C.  T.  Rettner  for  helpful  discussions,  J.  E.  Schlaegel  and 
B.  A.  Hoenig  for  technical  assistance,  and  A.  Badzian  and  T. 
Badzian  for  providing  diamond  film  II.  This  work  was  par¬ 
tially  supported  by  the  Office  of  Naval  Research  under  Con¬ 
tract  No.  N00014-88-C-0419,  and  by  the  AFOSR  under 
Contract  No.  F49620-89-C-0068.  S.  R.  C.  thanks  the  Myron 
A.  Bantrell  trust  for  support  through  a  Chaim  Weizmann 
postdoctoral  fellowship. 


'G.  Binnig,  C.  F.  Quate,  and  Ch.  G'-rber,  Phys.  Rev.  Lett,  56,  930  ( 1986). 
’G.  Netibauer,  S.  R.  Cohen,  and  G.  M.  McClelland,  Mater.  Res.  Soc 
Symp.  Proc.  153.  307  ( 1989). 

'S.  R.  Cohen.  G.  Neubauer,  and  G,  M.  McClelland,  J.  Vac.  Sci.  Tcchnol.  A 
(to  be  published). 

■*7.  Gdddenhenrich,  H,  Lemke,  U.  Hartmann,  and  C.  Heiden,  J.  Vac.  Sci. 
Technol.  A8,  383  (1990). 

'Y.  Kuk  and  J.  Silverman,  Rev.  Sci.  Instrum  60,  165  ( 1989). 

"P.  K.  Hansma,  V  B.  Flings,  O,  Marti,  and  C.  E.  Bracket.  Science  242.  209 
(1988). 

’G.  Neubauer  and  G.  M.  McClelland  (unpublished  work). 

“S  Gould,  O  Marti,  B.  Drake.  L.  Hellemans,  C.  E,  Bracket.  P  K .  Hansma. 
N.  L.  Keder.  M.  M.  Eddy,  and  G  D.  Stucky,  Nature  332,  .332  ( 1988). 
''C.  M.  Mate.  G  M.  McClelland,  R  Erlandsson,  and  S  Chiang.  Phys  Rev 
Lett  59.  1942  (1987). 

R.  Erlandsson,  G.  Had/iioannou.  C.  M.  Male,  G.  M  McClelland,  and  S 
Chiang.  J  Chem  Phys  89.  5IW)  ( 1988). 

' '  R.  Erlandsson.  G.  M  McClelland.  C  M.  Male,  and  S  Chiang.  J  Vac  Sci 
Technol.  A  6,  266  (1988), 

'  H  J.  Mamin.  D.  Riigar,  J  E.  Stern.  B  D  Terns. andS  E  l.amberl,  AppI 
Phys  l.ell  53,  1563  (  1988), 

"D  Riigar,  H  J  Mamin.  R  Hrlaiulsson.  l  F  Sum.  and  B  D  Terns.  Res 
Sci.  Iiistnim.  59,  23 1?  (  1988) 


Force  microscopy 


2307 


'*D.  Rugar,  H.  J.  Mamin,  and  P.  Gunther,  Appl.  Phys.  Lett.  55,  2588 
(1989). 

'*S.  Breen.  B.  E.  Paton.  B.  L.  Blackford,  and  M.  H.  Jericho  (to  be  pub¬ 
lished). 

'“Y.  Martin,  C.  C.  Williams,  and  H.  K,  Wickramasinghc,  J.  Aj  pi.  Phys.  61, 
4723  (1987). 

’’C.  Schonenberger  and  S.  F.  Alvarado,  Rev.  Sci.  Instrum.  60,  3131 
(1989). 

'"D.  Sarid,  D.  lams,  and  V,  Weissenberger,  Opt,  Lett.  13,  1057  ( 1988). 

D.  Sarid,  D.  A.  lams,  J.  T,  Ingle,  V.  Weissenberger,  and  J.  Ploeta,  J.  Vac. 
Sci.  Technol.  A8,378  (1990). 

’“G,  Meyer  and  N.  M.  Amer,  Appl.  Phys.  Lett.  53,  1045  ( 1988). 

■'S.  Alexander,  L.  Hellemans,  O.  Marti,  J.  Schneir,  V.  Elings,  P.  K. 

Hansma,  M.  Longmire,  and  J.  Gurley,  J.  Appl.  Phys.  65,  164  ( 1989). 
-=R.  V.  Jones  and  J.  C.  S.  Richards,  J.  Phys.  E  6.  589  ( 1973). 

^'J  L.  Garbini,  L,  J.  Albrecht,  J,  E.  Jorgensen,  and  G.  F.  Mauer.  J.  Dynam¬ 
ic  Systems,  Measurement,  and  Control,  Trans.  ASME  Ser.  G  107,  192 
(1985). 

■‘‘J,  R.  Matey  and  J.  Blanc,  J.  Appl.  Phys.  57.  1437  (  1985). 

-■  C.  D,  Bugg  and  P.  J.  King.  J.  Phys.  E  21,  147  ( 1988). 

C.  C.  Williams.  W.  P.  Hough,  and  S.  A,  Rishton,  Appl.  Phys.  Lett  55, 203 
(1989). 


”R.  C.  Palmer,  E.  J.  Denlinger,  and  H.  Kawamoto,  RCA  Rev.  43,  194 
(1982). 

'“Y.  Martin,  D.  W.  Abraham,  and  H.  K.  Wickramasinghe,  Appl  Phys. 
Leu.  52.  1103  (1988), 

”J,  E.  Stem,  B  D.  Terris.  H.  J.  Mamin,  and  D  Rugar.  Appl  Phys.  Lett  53, 
2717  (1988). 

“K.  E.  Peterson,  Proc.  IEEE  70.  420  (1982), 

"  W.  Y.  Lee,  R.  Sequeda,  J.  Salem,  and  D.  Chapman.  Appl.  Phys.  Lett.  50. 
522  (1987). 

^■J.  P.  Den  Hartog,  Mechanical  Vibrations  (McGraw-Hill,  New  York, 
1956),  pp.  148  ff. 

"G,  Binnigand  D.  P.  E.  Smith.  Rev.  Sci.  Instrum.  57,  1688  ( 1986) 

'■•C.  J.  Smilhells.  Meiats  Reference  Book,  3rd  ed.  ( Butterworths,  Washing¬ 
ton.  DC.  1962),  Vol.  l,p,  256. 

''G.  Neubauer,  S.  R.  Cohen,  G.  M.  McClelland,  and  H.  Seki,  MRS  Symp 
Proc.  (in  press). 

“’M.  Buck.  T.  J.  Chuang,  J.  H,  Kaufman,  and  H.  Seki,  MRS  Fall  Meeting 
Symp.  Proc.  (to  be  published). 

"Sample  was  prepared  at  Penn  State  and  provided  by  A.  Badzian  and  T, 
Badzian. 

'“P.  R  Austin,  Design  and  Operation  of  Clean  Rooms  (Business  News, 
Troy,  MI,  1970). 


2308  Rev.  Sci.  Instrum.,  Vol.  61,  No.  9,  September  1990 


Force  microscopy 


2308 


111^  * 
i  ®  «  t:  •s 


‘  £  n  .S 


T  “  ® 

S 

a  s^-a  s 

5  a  a  s  — 

ihli 
itir 

B  a  -fi 

8- I 

g-9'l  S'® 

||ll| 
ilt£| 
--•a-'  S 

mil 

3|  8 

Tl  ® 

4&iis 


■a  5 

* 

S 


5  S-at  S5  S 

“  *  •  i:  .2  ■»  "5 

■5  S5| 

S  ’S  •  ^  ^  c*  a 

1^5  Sgi-S 

ttlll 


*a 


3’|l|  . 

® ' -i s  *  »" 
■§  l-i 


1 


Ills 


S’  M 


I 


4£ 


» 

s| 

■8  S  8  |.S  § 

T  J5 *  I 


^ll|| 

|il5§ 

Iljlll 

1 1  s'®-*  * 

s-sligl 

1.-- 


l«l|jSg|5 


i 


I!? 


^■55 -2  8  , 

ll  l«s 

•^8g>8- 


a  a 

S  *  S’ "  a 

A  ’M  p 

Islis, 

»T-87;1 

8  *?  "^  ^  ***  ?* 
8}  a  a  a  «£  h 

a'  a  9  a  a  V 

Q  ^0-9 

*-  a  *3  ^  *2  § 

2*?  ^  «  5  ’C  8 

(fM  o  >  >  ^  a 

<  o.  S  S  3  ^ 


I 


^•1 


;c 


—  »  ^  J  ^ 

•  i  *5  ^  ^'r 

5  8  Slis 

ftii!'® 

3  ii-i  S  ,  * 

•  “’•a  5  5 


5 

9  9 


1:11  is:  8 

Is  ^5^1 

f  5  5  iiS-? 

9 


«»  00 
*■8 
«  3 

If 


S 

g'sS' 
-  ■;  g.^ 

s  i  “’S 

^  ^  *o  a  ?r 


a 

B  V 
O  M 


■salii 

|!l|i 

mp- 

•S^l'sg 

|>  a  g 
8  n-^sl 

« S’ ® :  I 

*  =a  8.5  » 
1=3=3  ».< 

.S-flfs 

1^  Jf  2 

S  I  a  1  o 

zinz, 


«•  X  S 

g  ^ 


*a  as  fi  a  Sf  V 
O  M  J3  J3  ^  ^ 


Cl  ^ 


If 


:  =3 


jg  S’ 

p  ^  fi  2  8  ^  ^ 

I  a  8^1 

•5|IS|5| 
i  fi  £■  *'  a  i  s 
41'?  s  j  “  - 
3  Is  «ir 


i  1 

•*  I 

t  a 

'.=3 


5-* 

g  s  3  e  '3  «>  9 

5l|1| 

S  8  C  eS 


8| 
fi  ^ 

-5  «  0  « ’i 


Ml 

5  5  2  J  g  8 
^  j  ^  £ 


IJil! 


11  ?■ 


;e|  g 

allll-sig 

I &i| l« -  I 

ff  fc»-C 


Iflll 

! 

Ilf gi!ll 


I  ai  <  ^  a  e  I  w 


m  m  tx  ja  ^  ts 

M  ft«  •  «  B  tt 

O  BVeb 

•  •  u  o 

oe  •••AS—  « 


O  .AW  •  ••  . 

kl  >»  •• 

w  ^  •  o  —  «• 


—  —  0»b«wAB<*—  m  AO^»»«  B  .■!.. 

«*«.«*«aaBO««B  w  —  •••  «>».«  OB««B 

CB  MBBw^BIBB  wBBBMWW  ^  ^  01  mm 

•  «*B  B  ««Bav  BB  •••B9  B  —  — 

••MO  ••BBBOB  BI—  B  BW  — 

OB  —  'BWBWBWOOW—WB  MBOB  «*  ••» 

O  MBB  B4»BB««  •••WBB—  O  SBBB 

BB>«  BBB  U  WbCeO'OI  BOB* 

•  ••41—  —  —  —  O  BM—  fc.C.B  —  XVt>i 

>  —  -OBO  AABAB  ••^.••OOIBO  A^BB 
B  BO>^BBBBOBl4aCt-M  —  B—  BB^^O 

JIW  A—  O  —  —  BB  —  ••••BB—  B  —  —  B*p-« 

OMBBM  OB  ••M  B  OBlBb.B  — 


B  a  A  —  O  •  a 

O  —  —  W^  BBJBB 

—  —  —  BBOB  — 

W  >  B  —  —  •  B 

W  —  4i  —  • 

OBW  —  BW^WOO 
OB  M  B  B  «• 

B.0—  BBO  —  B 


••BOtOAOB  •••BBAOW  H-O  .OB 

BABAM—  OA««BABB««k>^  »«••>••—••  B 

••B  BAB  —BKB—  —  B—  •  OA**  — 
.BBBBB  WBBB—  B—  O  Ji  BW  —  BW 

WBABOB  BA  —  W  ••BB^’BOOBB 

BB—BB—  BA*«BBBBB0  •BBOBB  AMO 
OA  A  OB'^W—  MBO  —  4IO«»A—  BB  — 

••BB^A—  ••BO—  BBBBB—  ABWI  OB 

04B  A  B  BAOBB  —  U  «•  BBB«.  •• 
B—  .BB—  BBB  —  A  MBBB  .BBWO  B 

—  B  B  —  BOB  —  O  BB*«B—  M*«BWABB 
—  o  4«BB  O  BBAOB—  AB  BBBB  — 

WW.BBBAB.  Ol^MBBB—  M  MMA 

B  B  WOBBOBB  O  WO—  B—  B  BB 

—  WBBB  —  B—OlBAW  B6BABBaAB«*  — 

—  O—  O—  •  —  B«-  —W  —  B—eBOB«^  B 

B  «•—  —  B  V.B  B.O>BBB—  h.  WBB 

0AA—B4«00**  .B**B  —  O—  B  BAOAO 


BAB  —  BAB—  O—  —  O  O  B««aBB 

I—  O—  OV.AABA—  A  W  B—BB  tm  m 

>A1>—  —  BO—BWWAB'  «•  AB  —  BBBB 


>-•  B  «  B  A  •• 


«  B  OA«1«>AOU 

W  Ok.—  — 

«B  AOB  BOB—  O 

oa  BB  —  —  AAOBA 


WA  AOOBAB  b—  —  a—  OO  AABBm  — 
m  —  BB—BBA  A  ••WA*.  BOBB—  B 

O  BBB  —  BB—  —  O  B  t^WBU—  ••  —  •• 

—  O  VBMB  —  —  BO'BOOB—  .OB  — 

A*  A  —  —  OOABOBB  B—  ABw  —  0B04.—  A 
O  WBB—  ABW  BW  —  O  O—  —  BA«>BA 

a  B—  A  BB—  BBB  B  B—  B  WAB—  AB 

a  O  ABA  —  MO  WB—  ABA—  B—  O—  BBiBAW 

e  BA—  WBUBBBA—  AB—  O  BB 


^2 

a  «  V 

&  O  B 
2  -  £ 

§  ?- 

J  I  . 

o>  d  • 

■I  •«'  * 
Jiff 

1  i  I 

'C  3  w 

"S  "s  * 

Is*! 

1 1  n 

O  A.  M 

ZZ  0  « 

.5  -3  “! 

S  .a  H 

S,  5- 

?|l 

g  led 

o'  aS 

2  «  5 

Ct.  i::  ^  .-v 


>*  A  O 
0«  *1  ^ 

i  ■  s ' 

" 

•  Si 


»  1  s- 
*  1^ 
•j  8  g 

•  ~  a. 

-I 

f-  s  >• 

3  I  S 

TJ  O  « 

S  w  “ 
ai  O 

.•  A  C3 


11. 


o  B  •« 

f  to  flj 

•  ^  V)  (4^ 


i  ii 

CL  a.  w  ^ 
•  •  08  — 
S3  2  go 

S  I  "-2 

3  §  5  ~ 

as  (P  n  g 
“  « 

«0  vi  .  . 

ai  ai  S'  ff 
&;  56 

I  I  I  a 

II  0.  a. 

I  I  a  a 

.  60 

A«  O.  .  . 

a;  u;  s  s 


5*  •  ® 

■<  0  w 

Q  W  O 

^  ^  ^ 

'  ^  S 

••  A  “* 


^  li 

i3  J  {3  « 
a  m  d  2 


S  «>  3 
d  “  S. 

S  S  S' 

■'OS 

2  i  i 

iis 

*iS  § 

A  ..  B 

5  s  -g 
® 

2  O  « 
sad 

O  <3  , 

^  3  ^  S 

6  wi  2 


e«  .o 

III 

-  .  c 

2  eg  s 


j  .5  .  ca 
;  5  >  . 

1  A  </)  fid 


S  i 

1^. 

*  X  ^ 

O  Q  » 


WO  . 

Ill 

I  |§ 

c5  w 

O  K  60 


•  et«4  to  rtt.H  In  •»l4a«  ■e4t(lcitlai  of  ctrk««. 


Diamond  force  microscope  tips  fabricated  by  chemical  vapor  deposition 

G.  J.  Germann,  G.  M.  McClelland,  Y.  Mitsuda,**  M.  Buck,‘‘>  and  H.  Seki 

IBM  Research  Division,  Almaden  Research  Center,  650  Harry  Road,  San  Jose,  California  95120 

(Received  6  April  1992;  accepted  for  publication  7  June  1992) 

A  chemical  vapor  deposition  method  is  described  for  fabricating  force  microscope  cantilevers 
with  single-crystal  diamond  tips.  The  =:l-^m-diam  diamond  tips  have  comer  radii  of  30  nm, 
and  have  been  used  to  study  diamond-diamond  friction  on  well-characterized  surfaces  in  UHV. 

The  tip  size  and  orientation  can  be  determined  by  electron  microscopy  without  altering  the 
surface  atomic  structure. 


I.  INTRODUCTION 

Atomic  force  microscopy  (AFM)  requires  the  use  of 
sharp  tips  for  imaging  forces  on  the  atomic  scale. '  How¬ 
ever,  sharp  tips  are  often  fragile,  especially  at  higher  loads, 
such  as  occur  in  indentation  experiments.^  Several  groups 
have  used  tips  made  of  diamond,  the  hardest  substance 
known.  Diamond  tips  have  been  formed  by  fracture^  or  by 
polishing,^  and  ion-impregnated  conducting  diamond  tips 
have  been  developed  for  scanning  tunneling  microscopy.’ 
Although  a  fractured  diamond  tip  can  probably  be  quite 
sharp,  its  geometry  and  surface  chemistry  are  not  well  de¬ 
fined.  In  this  paper  we  present  a  method  for  preparing 
diamond  AFM  tips  by  chemical  vapor  deposition  (CVD).* 
These  single-crystal  tips  have  a  well-defined  crystal  struc¬ 
ture  and  can  have  quite  sharp  comers.  Furthermore,  their 
diamond  surfaces,  which  are  grown  in  a  hydrogen-rich  at¬ 
mosphere,  are  hydrogen  terminated.  They  therefore  have  a 
low  surface  energy,  and  should  become  contaminated  less 
readily  than  other  tip  materials  such  as  Si,  Si02,  or 
Si3N4. 

Apart  from  its  utility  in  AFM  applications,  CVD  dia¬ 
mond  film  shows  great  promise  for  the  construction  of 
improved  electronic  devices.’  Diamond  can  be  made  to  be 
semiconducting  and,  in  addition  to  its  hardness,  has  very 
high  thermal  conductivity  and  a  low  coefficient  of  fric¬ 
tion.*’  As  manufacturing  techniques  become  more  ad¬ 
vanced,  its  role  in  production  of  devices  will  become  more 
prevalent.  Because  of  this,  an  investigation  of  diamond  on 
the  nanometer  scale  is  warranted.  We  report  elsewhere  on 
the  use  of  diamond-tipped  cantilevers  to  investigate 
diamond-diamond  interactions  on  the  atomic  scale. To 
address  diamond’s  important  tribological  applications, 
these  experiments  probe  the  forces  both  perpendicular 
(load  and  topography)  and  parallel  (friction)  to  the  sur¬ 
face. 

II.  FABRICATION 

Although  we  have  chosen  tungsten  for  the  cantilever 
material  for  its  stiffness  and  ease  of  etching,  other  cantilev¬ 
er  materials  are  suitable  for  diamond  tip  deposition,  includ¬ 
ing  silicon,  which  is  commonly  used  for  AFM  cantilevers, 
and  as  a  test  substrate  for  diamond  CVD. 


"’Present  address:  Institute  of  Industrial  Science,  The  University  of 
Tokyo,  7-22-1  Roppongi,  Minato-ku,  Tokyo  106,  Japan. 

'"Present  address:  U.  of  Heidelberg,  Institute  of  Applied  Physical 
Chemistry,  D-69<X)  Heidelberg,  Germany. 


To  begin  forming  the  cantilevers,  the  end  of  a  1.0-cm 
length  of  0.005-cm-diam  tungsten  wire  is  crimped  into  a 
0.4-cm  length  of  0.040-cm  o.d.  stainless-steel  tubing,  which 
will  become  the  base  post  of  the  cantilever.  The  wire  is  bent 
to  an  angle  of  9(f  at  a  distance  of  0.2  cm  from  the  base  and 
electrochemically  etched  with  8-V  ac  in  a  10%  aqueous 
KOH  solution,  until  a  length  remains  after  the 

bend.  The  0.2-cm  length  gives  a  force  constant  of  ~30 
N/m  and  a  res  nant  frequency  of  =5600  Hz.  The  etched 
end  radii  vary  from  =0.1  to  2  /xm,  with  a  cone  angle 
between  =  10°  and  25°. 

A  diamond  nucleation  site  is  introduced  at  the  tip  of 
the  W  wire  to  facilitate  diamond  growth.  While  viewing 
under  an  optical  microscope,  a  diamond  abrasive  block 
(General  Electric)  mounted  on  a  micropositioning  stage  is 
approached  to  the  W  tip.  The  block  is  pressed  to  the  tip  for 
1  s  at  =2x  10~‘‘N,  a  force  monitored  by  the  deflection  of 
a  weak  wire  spring  on  which  the  cantilever  holder  is 
mounted.  Significa.Ttly  less  force  than  this  does  not  intro¬ 
duce  a  nucleation  site  on  the  tip  (no  diamond  growth), 
while  much  greater  forces  cause  multiple  nucleation  sites, 
resulting  in  multiple  diamond  crystals  and  poorer  tips.  Ev¬ 
idently  the  nuclei  deposited  from  the  block  are  no  bigger 
than  =  10  nm,  because  they  could  not  be  observed  by  scan¬ 
ning  electron  microscopy  (SEM). 

Diamonds  are  grown  at  these  nucleation  sites  in  the 
CVD  apparatus  diagrammed  in  Fig.  1 .  The  wire  cantilever 
tips  are  mounted  =3  mm  from  a  Ta  filament  consisting  of 
0.25-mm  Ta  wire  wrapped  in  a  4-mm-diam  coil  =  13-mm 
tong.  The  apparatus  is  evacuated  and  CH4  and  H2  are 
flowed  over  the  filament  toward  the  cantilevers  at  rates  of 
0.3  and  60  seem,  respectively.  The  flows  are  regulated  by 
mass  flow  controllers,  and  a  vacuum  pump  keeps  the  pres¬ 
sure  constant  at  40  Torr.  These  conditions  provide  flow 
stability  and  concentration  uniformity  during  CVD. 
Slower  flow  rates  reduce  the  probability  of  forming  single 
crystals  on  the  tip  and  increase  the  probability  of  forming 
less  desirable  multiple  crystals. 

Monitoring  the  temperature  by  an  optical  pyrometer 
(Wahl  DHS-52),  the  Ta  filament  is  heated  to  =2100  °C  to 
effect  dissociation  of  the  CH4  and  H2  and  to  heat  the  can¬ 
tilever  tips  to  a  temperature  appropriate  for  diamond  dep¬ 
osition,  ~  800  °C.  This  temperature  was  not  measured  di¬ 
rectly,  but  under  these  conditions  the  temperature  of  the 
assembly  which  holds  the  cantilevers,  as  measured  by  a 
thermocouple,  is  500  °C.  After  CVD  has  continued  for  1  h, 
the  filament  and  the  CH4  flow  are  stopped  and  the  canti- 
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FIG.  1  Schematic  of  chemical  vapor  deposition  (CVD)  apparatus  used 
to  deposit  diamond  on  AFM  cantilevers.  The  H,  and  CH^  flow  rates  are 
regulated  by  mass  flow  controllers  (MFC) 


levers  are  allowed  to  cool  in  flowing  H2.  This  process  al¬ 
most  always  produces  a  single  l-/im-diam  diamond  crys¬ 
tal  or  aggregate  of  several  such  crystals  at  the  very  tip  of 
the  cantilever.  Generally,  fewer  than  10  diamonds  are  seen 
on  other  regions  of  the  cantilever  which  have  not  been 
intentionally  nucleated.  Since  the  diamond  surfaces  are 
grown  from  a  gas  rich  in  H  atoms,  their  surfaces  are  be¬ 
lieved  to  be  terminated  with  hydrogen." 

III.  CHARACTERIZATION  AND  USE 

While  using  a  SEM  to  characterize  the  diamond  tip,  it 
is  important  to  avoid  damage  by  the  10-keV  electron  beam. 
We  minimize  damage  by  using  a  frame  grabber  to  capture 
a  low  magnification,  6000  X  SEM  image  of  the  AFM  tip  in 
5  s  with  a  beam  current  of  0.02  nA.  To  estimate  the  beam 
damage,  we  note  that  for  polyethylene,  a  10-keV  electron 
will  inflict  on  average  one  damage  site  every  300  A  along 
its  path.'^  If  the  probability  of  damage  to  a  diamond  sur¬ 
face,  with  its  single  C— C  and  C— H  bonds,  is  similar  to 
that  for  polyethylene,  the  instance  of  damage  to  our  dia¬ 
mond  tip  in  the  SEM  would  be  0.3%  per  (3.5  A)^  unit  cell. 
We  conclude  that  the  SEM  imaging  does  not  significantly 
alter  the  surface  bonding  of  the  CVD  deposited  tip. 

The  orientation  of  the  crystal  facets  of  the  diamond  tip 
on  the  cantilever  cannot  be  controlled.  The  “ideal”  AFM 
tip  crystal  possesses  a  sharp  comer  pointing  along  the  W 
tip  axis.  We  have  found  that  a  suitable  tip,  one  with  a  sharp 
corner  oriented  outward  from  the  AFM  cantilever,  can  be 
obtained  on  W  once  in  about  20  attempts.  To  facilitate  the 
production  process,  we  deposited  diamond  tips  onto  10 
nue'eated  tungsten  wire  tips  simultaneously.  Originally  we 
attempted  to  grow  diamonds  on  25  tips  simultaneously,  by 
mounting  the  cantilevers  on  a  square  5x5  array  spaced  by 


FIG.  2.  Scanning  electron  micrographs  of  diamond  .AFM  tip**  i  a  ^  I  im- 
resolution  image  after  experiments  involving  ♦  10  '  N  loads  <  hi  High 
resolution  micrograph  of  another  lip.  The  outward  pointing  c«>rncr,  which 
has  an  estimated  radius  of  -  300  A,  is  used  for  imaging 


0.25  cm.  We  found  that  only  those  10  cantilevers  (the  two 
outermost  rows  of  5)  positioned  as  shown  in  Fig.  1  grew 
acceptable  diamonds.  This  was  probably  because  the  center 
cantilever  deposition  positions,  being  closest  to  the  Ta  fil¬ 
ament,  were  too  hot  to  support  deposition. 

Two  .sample  cantilevers  are  shown  in  Fig.  2.  High  mag¬ 
nification,  >60(X)X,  photos  are  taken  after  rather  than 
before  the  AFM  experiments,  in  order  to  avoid  damage 
which  may  result  from  the  high  electron  intensity  involved. 
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FIG.  3  AFM  friction  image  i57,9x  12.5  A)  of  a  hydrogen-terminated 
single-crystal  ( 100)  diamond  surface  taken  using  a  diamond-tipped  can- 
tilevei.  The  gray  scale  ranges  from  0  (black)  to  1  5x  10  "  N  (while).  It 
represents  the  deflection  of  the  cantilever  parallel  to  the  surface  as  the  tip 
is  scanned  from  left  to  right  and  is  a  measure  of  the  forces  along  the  scan 
direction. 


From  these  SEM  images  we  find  tip  radii  of  =300  A.  The 
diamond  tips  form  in  a  variety  of  shapes  and  sizes  ranging 
from  0.1  to  2  fim,  and  exhibit  almost  exclusively  {100}  and 
{111}  planes.  A  typical  comer  used  for  AFM  imaging  is  a 
four-sided  pyramid,  with  two  opposite  { 100}  planes  at  an 
included  angle  of  90°,  and  two  {111}  planes  at  an  angle  of 
109.5°.  The  sharpest  corners  are  cube  corners  formed  by 
{100}  plane  junctions. 

The  diamond-tipped  cantilever  is  introduced  into  the 
vacuum  AFM  chamber  through  a  sample  transfer/airlock 
system,  and  the  cantilever  is  cleaned  by  heating  in  a  Ta 
oven  to  500  °C,  under  vacuum,  for  30  min.  This  heating 
process  is  sufficient  to  clean  the  hydrogen  terminated  dia¬ 
mond  surface  of  physi.sorbed  contaminants.”'^  After 
cleaning,  the  cantilever  is  mounted  in  the  AFM  and  its 
motion  is  detected  with  a  bidirectional  fiber  optic  interfer¬ 
ometer.  Details  of  the  basic  experimental  apparatus,'^  and 
the  dual  fiber  detection  scheme'*’  are  described  elsewhere. 

The  normal  force  between  the  diamond  tips  and  (III) 
or  ( 100)  diamond  surfaces  exhibits  van  der  Waal's  attrac¬ 
tive  forces  that  are  appropriate  for  the  estimated  tip  radii. 
Measuring  the  maximum  attractive  force  from  the  curve  of 
normal  force  versus  separation,  we  find  7.5  x  10  ’  N.  The 
attractive  dispersion  force’’  between  a  sphere  of  radius  /?  a 
distance  D  from  a  flat  is  F  ~  AR/()D^,  where  A  is  the 

Hamaker  constant,  estimated  from  the  diamond  optical 
constants  to  be  3.5  x  10  ”  J  Us'"  -  tn  estimated  tip  radius 
of  30  nm,  and  the  observed 
gives  0.47  nm  for  the  effe 
sample  at  its  potential  mi 
sidering  the  effect  of  surfac 

The  diamond  tungsten  .  .  ..u 
and  we  have  never  dislodged  the  tip  from  its  nucleation  site 
on  the  tip,  even  at  loads  up  to  .1  <  10  '  N.  By  SEM  we 
observe  no  evidence  of  wear  after  weeks  of  AFM  experi¬ 
ments  and  no  progressive  change  in  the  attractive  approach 
curve  for  our  diamond  tip-diamond  surface  experiments 
during  this  period. 

To  illustrate  the  use  of  the  diamond  tip,  we  show  an 
image  in  Fig.  3  of  the  friction  force  between  a  diamond  tip 
and  a  single  crystal  diamond  (100)  surface.'"  The  image 
clearly  shows  structure  in  the  form  of  rows  along  a  (210} 
direction  of  the  bulk  diamond  lattice,  spaced  by  2.3  A. 
These  are  consistent  with  a  2x1  monohydrogen  termi¬ 
nated  reconstructed  surface.”  We  believe  that  averaging 
over  an  a.symmetric  AFM  tip  prevents  the  observation  of 
structure  perpendicular  to  the  rows  shown  in  the  figure. 


■(■live  force,  this 
np  from  the 
cile  value,  con- 

prisingly  strong. 


The  gray  scale  in  F’g.  3  represents  noi  a  topiigraphic  image 
but  rather  the  force  parallel  to  the  surface,  reflecting  the 
friction  and  dynamics  along  the  raster  scan  direction 

In  summary,  a  straightforward  method  of  fabricating 
diamond-tipped  .A.FM  cantilevers  has  been  developed.  This 
eVD  method  produces  sharp,  hard,  and  inert  tips,  which 
are  found  to  be  mechanically  robust  and  wear-resistant 
even  at  high  load.  We  have  used  the  cantilevers  to  probe 
the  hydrogen-terminated  (100)  surface  of  a  single-crystal 
diamond,  obtaining  friction  images  with  sub-nm  resolu¬ 
tion. 

Sote  added  in  proof:  Visser  et  al.  have  also  recently 
described  a  CVD  technique  for  fabricating  semiconducting 
diamond  AFM  and  STM  tips.  [E.  P.  Visser.  J.  W.  Gerrit- 
son,  W.  J.  P.  van  Enckevort,  and  H.  van  Kemp,  Appl. 
Phys.  Lett,  (in  press)]. 
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The  friction  of  a  clean  diamond  tip  on  diamond  (111)  and  ( 100)  surfaces  is  studied  using  an 
ultrahigh  vacuum  force  microscope  that  simultaneously  measures  forces  parallel  and 
perpendicular  to  the  surface.  The  30  nm  radius  diamond  tip  is  fabricated  by  chemical  vapor 
deposition.  The  attractive  normal  force  curve  between  the  tip  and  surface  agrees  well  with 
calculated  dispersion  interactions.  The  frictional  force  exhibits  periodic  features,  which  on  the 
(100)  surface  are  tentatively  associ''ted  with  a  2X  1  reconstructed  surface  convoluted  over  an 
asymmetric  tip  shape.  The  (111)  surface  shows  features  that  cannot  be  simply  related  to  the 
surface  structure.  As  the  tip  is  scanned  back  and  forth  along  a  line,  the  same  features  are 
observed  in  each  direction,  but  offset,  suggesting  the  presence  of  a  conservative  force 
independent  of  the  direction  of  motion  as  well  as  a  nonconservative  force.  The  friction  is 
approximately  ~3x  10~^  N  independent  of  loads  up  to  lx  10"^  N. 


INTRODUCTION 

Interfacial  solid-solid  sliding  friction  is  customarily  as¬ 
sociated  with  wear,  but  atomic  force  microscope  (AFM)’ 
and  surface  force  apparatus^  experiments  show  that  sliding 
without  wear  is  feasible,  and  AFMs  have  directly  measured 
atomic  scale  frictional  force  variations.^"’  With  some  ex¬ 
ceptions,*  little  attention  has  been  given  to  the  tip  morphol¬ 
ogy  or  composition,  and,  as  discussed  by  Cohen,’  many 
previous  measurements  of  tip-surface  forces  have  probably 
been  affected  by  interfacial  contamination.  Here  we  present 
a  study  of  atomic  level  friction  between  (100)  and  (111) 
diamond  surfaces  and  a  diamond  tip  in  ultrahigh  vacuum 
(UH\).  This  is  the  first  observation  of  the  atomic  scale 
structure  of  friction  in  UHV,  although  several  vacuum 
studies,  including  our  work  on  films  formed  by  chemical 
vapor  deposition  (CVD),'°  have  probed  a  somewhat  larger 
scale. Because  of  its  unique  hardness,  diamond  is  an 
ideal  material  on  which  to  observe  wearless  friction.  We 
observe  variations  in  the  lateral  force  associated  with  the 
diamond  crystal  lattice,  and  find  that  the  frictional  force 
varies  little  with  load.  The  lateral  tip-surface  force  shows  a 
strong  conservative  component,  which  can  be  as  large  or 
larger  than  the  nonconservative  frictional  component  that 
dissipates  energy. 

EXPERIMENT 

To  probe  frictional  forces,  several  bidirectional  AFMs 
have  been  designed  that  measure  both  lateral  (frictional) 
and  normal  (loading)  forces.  These  designs  have  used  ca¬ 
pacitance  measurement,”  laser  beam  deflection,’  ’  and  op¬ 
tical  fiber  interferometry.”  ”  If  fiber  interferometer  is  used 
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to  measure  the  lateral  force  d’rectly,”  the  fiber  must  be 
positioned  very  close  and  parallel  to  the  surface.  Our  de¬ 
sign  (Fig.  1)  avoids  this  problem  by  symmetrically  posi¬ 
tioning  two  fibers  90°  apart  in  a  plane  perpendicular  to  the 
sample  and  the  cantilever.  From  the  normalized  sum  and 
difference  of  these  two  signals,  the  deflection  normal 
(load)  and  parallel  (friction)  to  the  surface  is  determined. 
Forming  these  linear  combinations  has  no  effect  on  the 
noise  of  the  deflection  measurement.  Because  variations  in 
laser  diod-  power  are  subtracted  out,”  the  0.15  A  (rms) 
noise  measured  over  a  scan  line  was  caused  mainly  by 
wavelength  variation. 

All  experiments  used  the  diamond  tip  displayed  in  Fig. 
2(a).  As  described  elsewhere,”  the  tip  was  grown  onto  the 
end  of  the  tungsten  cantilever  (force  constant,  30  N/m)  by 
CVD.  Before  the  AFM  measurements,  it  was  examined  at 
low  magnification  by  scanning  electron  microscopy 
(SEM),  using  low  electron  exposure  to  insure  negligible 
alteration  of  the  surface  bonding.”  By  examining  high- 
resolution  SEMs  obtained  from  several  viewing  angles  after 
the  AFM  measurements,  the  tip  was  found  to  be  formed 
from  two  {100}  and  two  {111}  planes  [Fig.  2(b)].  and 
oriented  so  that  the  sample  surface  normal  was  parallel  to 
the  ( 1 10)  direction  of  the  tip.  The  flat  single-cry.stal  sam¬ 
ples  were  polished  with  diamond  grit  in  olive  oil,  rinsed  in 
several  solvents,  and  blown  dry.  After  being  placed  in  the 
ultrahigh  vacuum  (UHV)  chamber,  both  surfaces  and  tip 
were  raised  to  500  °C  for  30  min  and  returned  to  25  °C,  a 
process  known  to  leave  clean  ordered  hydrogen-terminated 
surfaces.”  '*  The  vacuum  was  limited  by  outgassing  of  the 
fiber  cladding  to  5X  10"’  Torr. 

RESULTS 

The  f  p-surface  force  normal  to  the  surface  shows  a 
broader  and  deeper  attractive  well  upon  retraction  than 
during  approach  (Fig.  3).  As  demonstrated  by  molecular 
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FIG  I.  Dual  fiber  interferometer  for  measuring  lever  deflection  normal 
(load)  and  perpendicular  (friction)  to  the  surface.  The  two  interferom¬ 
eters  are  optically  independent. 


dynamics  (MD)  calculations,’'*  no  plastic  deformation  or 
chemical  processes  are  expected  at  these  loads  for 
hydrogen-terminated  diamond  surfaces.  The  hysteresis 
thus  indicates  the  presence  of  physisorbed  molecules  or 
flexible  groups  chemically  bound  to  the  sample  or  tip.  For 
a  sphere  of  radius  R  a  distance  D  from  a  flat,  the  attractive 
dispersion  force  is  approximately  —AR/(>D\  where  A 
is  the  Hamaker  constant,  estimated  from  the  diamond  op¬ 
tical  constants  to  be  3.5  X  10'  J.  This  function  is  plotted 
in  Fig.  3(a)  for  the  30  nm  tip  radius  estimated  by  SEM. 
The  observed  maximum  attractive  force  of  T.SxlO'**  N 
gives  0.48  nm  for  the  effective  distance  of  closest  approach, 
a  reasonable  value  considering  probable  roughness  of  the 
tip.  Comparing  Figs.  3(a)  and  3(b),  the  approach  curve 
varied  little  over  the  weeks  required  to  do  the  experiment, 
suggesting  little  tip  wear. 

Hertz  showed  that  the  radius  a  of  the  elastic  contact  of 
a  spherical  tip  of  radius  R  with  a  flat  is  f3/’/?(  1  —  u’)/ 
where  P  is  the  load  and  £  and  v  are  the  Young’s 
modulus  and  Poisson’s  ratio.^°  Using  R  =  i0  nm,  the  con¬ 
tact  radius  a  is  1.6  nm  at  the  largest  10  ’  N  loads  used, 
giving  an  elastic  deformation  of  each  of  the  two  solids  of 
a^/2R  — 0.042  nm,  and  MD  simulations  indicate  that  the 
additional  deformation  at  the  interface  is  well  below  0.1 
nm.*'*  Surface  roughness  probably  leads  to  a  smaller  con¬ 
tact  area  and  larger  deformation. 

An  image  [Fig.  4(b)]  of  the  frictional  forces  on  the 
( 100)  surface  was  obtained  at  1.5x  10  **  N  load  and  a  scan 
rate  of  2,3  nm/s  while  oscillating  the  sample  0. 1 5  nm  peak- 
to-peak  (p-p)  at  1  kHz  along  the  scan  direction  to  increase 
contrast.  The  image  shows  rows  along  the  (021)  direction 
spaced  by  a  single  lattice  constant  along  the  (001)  direc¬ 
tion,  a  pattern  consistent  with  a  2x  1  reconstruction.  The 
lack  of  structure  along  (021 )  may  be  due  to  averaging  over 
the  asymmetrical  contact  area  of  the  tip,  whose  shape  and 
orientation  is  shown  in  Fig.  4(a).  Although  the  2x1  re¬ 
construction  was  previously  observed  only  at  much  higher 
temperatures  than  we  used,  the  measured  Arrhenius  pa¬ 
rameters  for  the  associated  hydrogen  desorption'”  predict 
that  the  reconstruction  would  go  5%  toward  completion 
during  our  30  min  heating.  Considering  possible  errors  in 
measuring  the  temperature  of  the  diamond  surface,  and 
deviation  from  the  strict  Arrhenius  relation  over  the  large 


FIG.  2  (a)  Scanning  electron  micrograph  of  ihc  diamond  tip  grown  on 
the  end  of  an  etched  tungsten  up  Ihc  corner  pointing  ouiward  along  the 
wire  ams  was  used  for  imaging,  (h)  Geometric  model  of  the  tip 


temperature  range  extrapolated,  it  is  possible  that  recon¬ 
struction  could  occur  under  our  heating  conditions.  Fric¬ 
tion  on  the  (111)  surface  at  1.5  x  10  ”  N  load  shows  less 
well-defined  rows  [Fig.  4(c)],  bearing  no  clear  relation  to 
the  diamond  (111)  lattice.  The  approximate  parallelism  of 
the  predominant  features  on  the  ( 100)  and  (111)  surfaces 
suggests  that  the  tip  geometry  may  play  a  role  in  empha¬ 
sizing  this  direction.  Simultaneous  measurement  of  the 
normal  deflection  of  the  lever  shows  no  atomic  level  struc¬ 
ture  within  the  0.07  nm  p-p  noise,  but  on  the  ( 100)  surface 
we  observed  0,3- 1.5  nm  high  striations  approximately  5 
nm  apart.  That  no  topographic  features  narrower  than  2 
nm  were  observed  may  reflect  the  size  of  the  diamond  tip. 
Recently,  atomic-level  structure  of  CVD  diamond  films 
has  been  observed  by  STM’’  and  AFM,’’ 

The  "friction  loops"'  of  Fig  5  (without  small  ampli¬ 
tude  oscillation)  on  the  (100)  surface  are  obtained  by 
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FIG.  3.  Normal  force  between  the  tip  and  the  surface  as  the  sample  is  first 
approached  and  then  withdrawn  from  the  tip.  Positive  forces  are  repul¬ 
sive.  Curves  (a)  and  (b)  were  recorded  40  days  apart. 


scanning  the  sample  alternately  back  and  forth  along  the 
same  path  in  opposite  directions.  The  sample  position  is 
subtracted  from  the  measured  tip  position  to  generate  the 
abscissae  of  Fig.  5.  Measuring  the  force  parallel  to  the  scan 
direction  [Fig.  5(a)),  the  Itxtp  shows  very  similar  features 
along  opposite  scanning  directions,  but  the  force  offset  be- 
tw'een  the  two  directions  reveals  a  net  dissipation  of  me¬ 
chanical  energy.  The  diagonal  straight  lines  in  the  loop 
indicate  “slipping"  of  the  lever,  which  occurs  when  the 
derivative  of  the  tip-surface  force  changes  from  being 
greater  than  to  being  less  than  the  lever  force  constant.’ 
The  shape  of  the  loop,  which  changes  little  during  consec¬ 
utive  scans,  suggests  that  the  lateral  force  is  the  sum  of  a 
position-dependent  conservative  part,  independent  of  slid¬ 
ing  direction,  and  a  position-independent  dissipative  force, 
whose  sign  reverses  with  sliding  direction. 

When  the  surface  is  scanned  at  an  angle  45°  with  re¬ 
spect  to  the  layer  axis  [Fig.  5(b)],  approximately  parallel 
to  the  features  of  Fig.  4(a),  very  little  hystersis  is  observed. 
In  fact,  during  a  scan  in  a  particular  direction,  the  lever  is 
deflected  laterally  to  both  positive  and  negative  .sides  of  its 
equilibrium  position.  The  decrease  in  hysteresis  can  be  par¬ 
tially  attributed  to  the  fact  that  the  sliding  direction  is  45° 
with  respect  to  the  force  sensing  direction.  Also,  for  sliding 


(111) 

(001) 


FIG  4,  (a)  Schfmiitic  of  the  tip,  viewed  as  if  looking  through  the  lip  along  the  surface  normal,  with  Ihe  proper  experimental  orientation  relative  to  the 
grey  scale  images,  (b)  5.79 x  1  25  nm  image  of  the  frictional  force  between  the  diamond  lip  and  a  (100)  surface.  The  gray  scale,  ranging  from  0  to 
1. 1  X  10  *  N,  represents  the  deflection  of  the  cantilever  parallel  to  the  scan  direction  as  Ihe  tip  is  scanned  from  left  to  right  (c)  Friction  on  the  (111) 
surface,  area  5.8  x  I  25  tim,  grey  scale  range  0-1  1  x  10  *  N.  The  sample  oricniation  is  determined  by  x-ray  dilfr.iclion 
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FIG.  5.  Lateral  tip-surface  force  on  the  ( 100)  surface  as  the  sample  is 
moved  back  and  forth  alv.  a  single  line.  Several  sequential  loops  are 
shown,  offset  \ertically.  The  solid  trace  represents  the  right-to-left  scan, 
the  data  points,  left-to-right.  Positive  (up)  forces  oppose  righl-to-left  mo¬ 
tion.  (a)  ( 100)  surface  with  zero  net  load,  scanning  in  the  same  direction 
as  in  Fig.  4(b),  along  the  force-sensing  direction,  (b)  (100)  surface  at 
1 .5  X  10'  *  N  loac'.  scanning  in  the  direction  rotated  jr/4  counterclockwise 
from  the  scan  direction  of  Fig.  4(b).  The  force  component  is  measured 
along  the  scan  direction  of  Fig.  4(b). 
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FIG.  6.  Forces  measured  over  friction  loops  as  the  ( 1 1 1 )  surface  is  first 
advanced  toward,  then  withdrawn  from  the  tip  while  being  scanned  back 
and  forth  The  horizontal  a  .i.  is  the  sequential  scan  number,  (a)  Average 
friction  force  (note  inverted  vertical  scale)  and  size  of  forc"  features,  (b) 
Average  force  normal  to  the  surface  (load) 


at  a  particular  place  on  the  surface.  The  average  frictional 
hysteresis  was  the  same  within  10%. 


in  this  direction,  the  lever  cannot  become  “stuck”  on  the 
surface  because  there  is  a  component  of  the  sample  motion 
along  the  axis  of  the  cantilever,  a  direction  in  which  it  is 
not  compliant.  These  results  emphasize  the  existence  of  a 
conservative  force  parallel  to  the  surface,  dependent  on 
position  but  unrelated  to  the  sliding  process  itself. 

The  average  friction,  defined  as  half  the  difference  be¬ 
tween  the  average  lateral  force  along  the  scanning  direction 
in  the  two  directions  of  the  friction  loop,  is  plotted  versus 
load  in  Fig.  6.  As  the  surface  is  brought  into  contact  with 
the  tip,  friction  increases  suddenly  at  the  attractive  force 
maximum,  but  it  changes  little  in  the  repulsive  regime,  as 
the  load  varies  between  0  and  1  X  10*’  N.  The  magnitude 
of  the  rms  lateral  force  deviation  from  its  average  along  a 
single  scan  direction  (labelled  atomic  features  in  Fig.  6), 
which  we  associate  with  the  conservative  potential,  also 
depend  little  on  load. 

Although  the  qualitative  frictional  properties  described 
were  observed  repeatedly,  variations  of  up  to  a  factor  of  2 
in  frictional  forces  were  observed  from  day  to  day  on  dif¬ 
ferent  areas  of  the  surface.  Within  this  range,  the  average 
frictional  forces  observed  on  the  ( 100)  and  (111)  surfaces 
were  the  same.  The  dependence  of  lateral  force  on  sliding 
direction  was  probed  by  comparing  the  sliding  in  the  two 
directions  45’  with  respect  to  the  lever  axis  [as  in  Fig.  5(b)] 


DISCUSSION 

The  minimal  load  dependence  of  the  frictional  force 
observed  here  is  in  sharp  contrast  to  macroscopic  systems, 
in  which  friction  increases  linearly  as  the  load  increases, 
causing  more  asperities  to  contact.  Our  experiments  corre¬ 
spond  more  to  the  contact  of  a  single  asperity.  For  a  single 
“Hertzian”  elastic  contact  of  a  sphere  on  a  plane,  the  con¬ 
tact  area  increases  as  a  stronger  variation  than  we 
observe.  If  the  lateral  force  were  due  to  the  slope  of  the 
local  topography,  the  conservative  lateral  force  would  be 
proportional  to  load  by  a  proportionality  constant  equal  to 
the  local  slope  of  the  surface.  Even  for  atomically  flat  sur¬ 
faces,  the  shear  strength  of  the  interface  sometimes  de¬ 
pends  linearly  on  load.^^  Since  none  of  these  models  are 
consistent  with  our  results,  it  may  be  that  the  load  is  car¬ 
ried  by  a  different  region  of  the  tip  than  that  which  deter¬ 
mines  the  lateral  forces.  At  the  highest  loads,  the  ratio  of 
frictional  force  to  load  is  0.05,  and  the  friction  is  essentially 
independent  of  load,  so  that  the  “differential  friction  coef¬ 
ficient”  is  essentially  zero.  It  has  been  predicted  that  fric¬ 
tion  between  strong  smooth  solids  interacting  by  nonchem- 
ically  bound  forces  should  disappear  unless  the  solids  are 
commensurate,^'*  even  at  zero  temperature.  Recent  MD 
calculations  of  diamond  friction  show  zero  friction  along  a 
particular  sliding  direction.”  Thermally  activated  pro¬ 
cesses  should  act  to  reduce  friction. 
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The  largest  loads  we  used  correspond  to  a  contact 
loading  stress  of  20  GPa,  a  value  also  attained  in  experi¬ 
ments  using  a  much  larger  60  fxm  radius  tip.’**  At  this 
stress,  the  ratio  of  friction  to  load  is  similar  to  the  value  we 
measure,  but  in  the  larger  scale  experiments,  the  friction 
increases  strongly  with  load,  in  contrast  to  our  observa¬ 
tions. 

Concerning  the  friction  of  diamond,  there  is  an  exten¬ 
sive  literature,  which  has  been  summarized  by  Samuels  and 
Wilks.^*  They  speculate  that  energy  dissipation  during  fric¬ 
tion  occurs  by  two  mechanisms.  In  the  “ratchet  mecha¬ 
nism,”  energy  is  released  by  the  sudden  transfer  of  the 
loading  force  from  one  asperity  to  another.  In  the  elastic 
mechanism,  the  released  energy  comes  from  elastic  strain 
in  an  asperity.  The  sudden  slips  we  observe  could  be  con¬ 
sidered  a  type  of  ratchet  mechanism,  in  which  the  lever 
itself  supplies  a  lateral  loading.  Yet  the  lateral  force  shows 
hysteresis  even  where  the  tip  is  not  sticking.  In  the  elastic 
asperity  mechanism,  for  a  sudden  slip  to  occur  between 
neighboring  minima  of  the  interfacial  potential,  the  total 
lateral  distortion  of  the  asperities  would  have  to  be  at  least 
0.1  nm,  the  minimum  (atomic)  scale  over  which  the  inter¬ 
facial  potential  varies.  Using  the  fact  that  the  lateral  stifT- 
ness'°  of  a  contact  of  radius  a  is  to  a  good  approximation 
aE,  for  the  typical  observed  lateral  force  of  10  ®  N,  the 
contact  would  then  need  to  be  less  than  0. 1  nm  in  radius, 
too  small  to  be  considered  an  asperity.  Thus,  the  deflection 
of  individual  bonds  is  involved  in  the  friction.  For  example 
the  bending  potential  of  a  C — C — C  bond  is  weak  enough 
that  a  0.1  nm  deflection  can  be  attained  with  a  force  of 
4x  10“’  N.  From  these  considerations,  pendant  groups  on 
the  surface,  which  act  to  decrease  the  effective  force  con¬ 
stant  for  surface  atoms,  may  enhance  friction.^’ 
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ABSTRACT 

A  new  method  is  described  for  recording  the  motion  of  a  single  adsorbed  atom  or  molecule 
in  real  time,  with  an  ultimate  achievable  resolution  of  !•>  '’  s.  Ihc  time  dependence  of 
electron  Held  emission  through  an  atom  adsorbed  on  a  metal  tip  is  measured  by  focussing 
the  electrons  into  a  beam,  which  is  swept  across  a  detector  screen.  Simultaneous  temporal 
and  one-dimensional  spatial  resolution  of  the  dynamics  is  possible,  the  motion  of  single 
('s  atoms  between  sites  on  atomically  characterized  \V(llh  tips  is  observed  at  2  ps  resol¬ 
ution. 
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The  physical  and  chemical  properties  of  matter  are  determined  by  atomic  motion,  which 
occurs  on  the  length  scale  of  Angstroms  and  on  the  10  - 10'*^  s  time  scale  of  vibration. 

Until  recently,  temporal  information  on  this  scale  has  been  deduced  only  indirectly  from 

scattering  experiments  or  from  spectral  data  in  the  frequency  domain.  Pump-probe  laser 

I  2 

techniques  ’  have  now  been  applied  to  large  ensembles  of  molecules  to  achieve 
temporal  resolution  good  enough  to  resolve  molecular  vibrations  in  stable  and  reacting 
molecules,'  and  time-resolved  electron  diffraction  techniques  have  achieved  somewhat 
poorer  resolution.^  Optical  techniques  are  generally  incapable  of  continuously  observing 
the  motion  of  single  atoms  and  molecules  on  picosecond  and  shorter  time  scales,  because 
they  are  insufficiently  sensitive,  and  because  the  optical  probes  transitions  drastically 

perturb  the  motion  by  changing  the  electronic  state.  On  a  much  slower  microsecond 

4  5  6  T 

time  scale,  scanning  tunneling  microscopy  (STM)  and  field  emission  microscopy, 

g 

which  can  also  be  applied  to  thermal  ensembles,  have  been  used.  The  jumping  of  single 

9 

atoms  can  be  traced  by  field  ion  microscopy  (FIM),  but  with  resolution  of  only  =  1  s. 
STM  has  been  combined  with  pump-probe  laser  techniques  to  monitor  electronic  relax¬ 
ation  with  sub-nanometer  resolution,'^  and  an  STM  switch  based  on  the  motion  of  a 
single  atom  has  been  demonstrated." 

We  have  developed  a  method  for  continuously  observing  the  motion  of  single 
adsorbed  atoms  or  molecules  by  recording  the  variation  of  field  emission  intensity  from 
a  metal  tip.  The  jumping  of  a  Cs  atom  between  adsorption  sites  on  a  tungsten  tip  has 
been  recorded  with  2  ps  and  sub-nanometer  resolution.  In  our  femtosecond  field  emis- 
sion  camera  (FFEC),  electrons  field-emitted  from  a  tip  and  selected  by  a  lens  aperture 
are  focussed  into  a  spot,  which  is  swept  electrostatically  across  a  detector  screen  (Fig. 
la).  TTie  spatial  variation  of  the  detected  intensity  along  the  sweep  records  the  temporal 
variation  of  the  field  emission  intensity  (1  mm  =  10  -  100  ps).  Field  emission  (FE)  is 

a  tunneling  process,  which  occurs  when  the  width  of  the  potential  barrier  at  the  surface 

13 

of  a  metal  tip  is  reduced  by  applying  a  negative  potential  (Fig.  2).  Electrons  originate 
from  the  metal  interior,  but  the  tunneling  rate  depends  exponentially  on  the  local  barrier 
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height,  which  is  determined  by  the  identity  and  location  of  surf^  atoms.  FE  thus 
provides  a  method  for  monitoring  the  position  of  surface  atoms  without  strongly  per¬ 
turbing  them  by  electronic  transitions. 

In  our  instrument,  which  has  a  base  pressure  of  2  x  10  *  *  Torr,  a  lens  optimized 
for  field  emission  is  positioned  7  mm  from  the  tip.  The  beam  electrons  are  multiplied 
by  a  dual  microchanncl  plate  before  striking  a  phosphor  screen,  which  is  imaged  by  a 
vidicon  and  frame  grabber.  A  krytron  pulse  generator'^  supplies  the  «  2  kV/ns  sweep 
voltage.  To  image  the  tip  by  field  ion  or  field  emission  microscopy,  the  lens  voltage 
is  turned  off  or  reduced,  so  that  the  angular  distribution  of  emitted  electrons  or  ions  is 
projected  onto  the  detector  (Fig.  lb). 

Fink*^’*^  showed  that  the  triatomic  end  of  a  tungsten  tip  can  continuously  emit 
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currents  as  large  as  10  A,  or  6  x  10  e  /s,  which  gives  many  electrons  during  the 
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10  to  10  s  vibrational  period  of  adsorbed  heavy  atoms.  To  begin  our  experiments, 
we  sputter-sharpen  a  chemically  etched  <111>  W  tip  to  a  «  300  A  radius  by  field 
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emitting  in  5  x  10  Torr  Ne.  Annealing  briefly  at  HOOK  forms  a  comer  of  three 
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{211}  planes.  Using  field  ion  microscopy  (FIM)  to  image  the  tip  atoms,  we  field 

evaporate  to  form  an  apex  plane  composed  of  a  triangle  of  three  W  atoms'^  (Fig.  3). 

Individual  Cs  atoms  can  be  observed  in  FE,  because  the  partially  ionized  adatom 
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greatly  lowers  the  local  work  function  (Fig.  2).  A  Cs  atomic  beam  is  directed  at  very 
low  flux  onto  a  90  K  tip,  so  that  the  average  time  between  the  arrival  of  atoms  detected 
in  the  viewed  area  (=  20  A  diameter)  is  *  60  s.  To  ensure  that  no  more  than  one  Cs 
atom  resides  near  the  apex,  frequent  positive  voltage  pulses  evaporate  Cs  atoms  from 
the  tip,  while  leaving  the  W  atoms  unmoved.  Deposition  is  ended  when  a  bright  spot 
(Fig.  lb)  appears  near  the  image  of  the  apex,  increasing  the  FE  by  a  factor  of  5  to  = 
10  '*  A,  and  signaling  the  arrival  of  a  single  Cs  within  1  nm  of  the  apex.  At  90  K,  the 
atom  remains  at  this  site. 
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A  series  of  alternating  sweeping  and  imaging  experiments  are  now  performed,  so 
that  the  position  of  the  Cs  atom  is  determined  after  each  sweep.  To  sweep,  the  tip  is 
pulsed  with  a  negative  voltage  for  several  ns,  generating  a  5  pA  c  beam,  which  is  fo¬ 
cussed  and  swept  across  the  screen  to  record  the  emission  intensity  displayed  in  Figs. 
3  and  4.  The  high  current  heats  the  adsorbed  Cs  to  «  800  K,  presumably  by  inelastic 
electron  tunnel  ing^'*^  or  the  Nottingham  effect,^*^  so  that  during  the  sweep,  it  may  jump 
to  another  site.  Following  each  sweep,  FE  images  the  Cs  after  it  has  cooled  (Fig.  lb). 
During  the  brief  tip  pulse  the  strongly  bound  W  atoms  do  not  jump. 

Because  the  tip  pulse  is  rounded,  if  no  Cs  motion  occurs,  the  FE  will  be  bell¬ 
shaped,  as  in  sweep  6  of  Fig.  3.  Judging  from  the  FE  images  (Fig.  3)  at  90  K,  the  Cs 
occupies  one  of  two  sites  in  these  sweeps.  (Some  other  sites  were  observed  in  other 
sweeps.)  In  sweeps  1,  7,  and  8,  the  Cs  jumps  between  sites.  During  sweep  I,  an  abrupt 
increase  in  FE  is  observed,  with  a  rise  time  within  20  ps.  The  atom  has  moved  from 
the  position  giving  lower  field  FE,  occupied  in  sweep  6  and  designated  "L",  to  a  position 
designated  "H,"  resulting  in  higher  FE.  The  images  indicate  that  Cs  has  moved  from 
the  upper  left  hand  portion  of  the  image  to  the  center,  increasing  in  brightness  because 
the  field  is  stronger  at  the  tip  apex.  Between  sweeps  1  and  6,  the  atom  has  moved  back 
to  position  L.  In  sweep  7  an  L-^H  transition  is  observed  at  about  the  same  time  as  in 
sweep  1 .  Although  the  jumping  of  the  atom  is  a  statistical  process,  in  both  sweeps,  the 
jump  occurs  at  the  time  when  the  FE  is  sufficiently  strong  to  heat  the  Cs  vibration  high 
enough  to  activate  the  atom.  During  sweep  8,  Cs  moves  H->L.  The  FE  changes  back 
to  the  curve  of  sweep  6  characteristic  of  the  L  position,  and  the  FE  image  correspond¬ 
ingly  returns  to  that  after  sweep  6.  After  the  experiments,  FIM  confirmed  that  the  atomic 
geometry  of  the  W  tip  was  unchanged  by  either  the  negative  or  positive  pulses. 

When  the  sweeping  e-  beam  is  not  perfectly  focussed,  the  location  at  which  an 
electron  strikes  the  detector  screen  will  depend  on  the  position  of  its  emission  from  the 
tip.  This  spatial  information  is  lost  along  the  sweeping  direction,  but  the  ame  depend¬ 
ence  of  the  spatial  distribution  of  the  emitted  electrons  perpendicular  to  the  sweep  di- 
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rection  can  be  recorded.  Fig.  4  shows  such  a  measurement,  at  increased  sweep  speed. 
Four  traces  from  adjacent  detector  pixels  are  presented,  each  displaying  a  distinct  time 
dependence  from  a  portion  of  a  20  A  diameter  region  of  the  tip.  The  two  upper  traces 
from  the  upper  portion  of  the  tip  show  a  sudden  increase  in  the  FE  at  about  300  ps,  while 
the  two  lower  traces,  representing  die  bottom,  show  no  increase.  The  sudden  increase, 
with  an  apparent  instrumental  rise  time  of  2  ps,  is  consistent  with  a  Cs  atom  moving 
suddenly  from  the  edge  to  the  upper  portion  of  the  viewed  region  of  the  tip. 

Compared  to  photoabsoiption,  which  switches  atomic  motion  to  a  new  potential 
surface,  perturbation  of  the  atomic  trajectories  by  a  single  field-emitted  electron  is  weak, 
because  the  electron  mass  is  so  small  compared  to  the  Cs  mass.  Yet  the  net  result  of 
many  such  interactions  over  many  vibrational  periods  is  substantial  heating.  The  field 
emission  of  single  electron  could  strongly  perturb  atomic  motion  if  it  left  a  localized 
empty  state  which  is  not  quickly  refilled.  The  heating  of  ultrasharp  field  emission  tips 
by  high  DC  currents  has  been  observed  recently.^ 
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The  FFEC  is  essentially  an  electronic  streak  camera  in  which  the  photoemitting 
electron  source  has  been  replaced  by  a  field  emitter,  which  is  itself  the  sample  of  interest. 
The  time  resolution  achievable  by  our  instrument  is  in  principle  limited  by  four  factors. 
The  most  obvious  is  the  ratio  a/v  involving  the  velocity  v  and  the  size  a  of  the  focus  spot 
at  the  detector.  In  practice  this  effect  is  not  limiting,  because  the  tip  is  a  nearly  perfect 
point  source  for  sharp  focussing,  and  high  sweep  rates  of  10  kV/ns  are  readily  achieva¬ 
ble.  Inhomogeneities  in  the  deflection  field  arc  not  a  problem,  because  we  distinguish 
only  relatively  few  (256)  time  points  at  small  deflections. 

A  fundamental  resolution  limit  is  the  distribution  of  the  time  of  flight  (TOF)  be- 

23 

tween  the  tip  and  deflecting  field  caused  by  the  *  0.5  eV  kinetic  energy  spread,  of 
the  emitted  electrons.  Two  electrons  emitted  simultaneously  but  arriving  at  the  de¬ 
flecting  field  at  different  times  will  be  deflected  to  different  positions  on  the  detector. 
In  a  spatially  uniform  accelerating  field,  most  of  the  TOF  spread  occurs  just  after  the 
electrons  are  emitted,  when  the  electrons  arc  moving  slowly  and  the  transit  time  is 
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strongly  affected  by  the  energy.  But  in  field  emission  from  a  point,  most  of  the  potential 
drop  between  tip  and  lens  occurs  within  0.5  mm  of  the  tip,  and  the  accelerating  field  at 

the  tip  is  so  strong  (=  1  V/A)  that  the  TOP  spread  contribution  due  to  initial  acceleration 
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is  only  1x10  s.  In  our  instrument,  most  of  the  effect  of  the  energy  spread  on  the  TOP 
occurs  after  the  region  of  strong  initial  acceleration,  but  before  the  lens,  where  the 
electron  kinetic  energy  is  1000  eV.  This  region  is  traversed  in  370  ps,  so  a  «=  0.5  eV 
energy  spread  causes  a  TOP  spread  of  (Vi)x370x.5/1000  =  0.090  ps.  Over  the  much 
longer  path  between  the  lens  and  the  deflecting  field,  the  TOP  spreads  only  0.050  ps,  a 
smaller  value  because  the  electron  energy  is  a  much  higher  8  kV.  A  TOP  spread  esti¬ 
mated  at  0.3  ps  arises  from  the  dependence  of  the  flight  time  of  electrons  of  a  given 
energy  on  the  off-axis  angle  with  which  they  leave  the  tip. 

The  net  results  of  these  effects  is  that,  at  the  highest  sweep  rates,  the  time  resolution 

of  our  instrument  in  0.4  ps,  a  number  which  can  be  reduced  by  a  factor  of  10  by  scaling 
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down  the  size  of  conventionally  manufactured  electron  optics.  Microfabricated  optics 
could  enable  achievement  of  the  lO'*"*  s  resolution  limit  imposed  by  the  initial  acceler¬ 
ation. 

Our  measurements  exceed  by  a  factor  of  10^  the  speed  of  the  fastest  previous 
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continuous  measurements  of  single  atom  motion.  ’  In  addition,  one-dimensional  spatial 
resolution  has  been  demonstrated,  and  with  more  complex  electron  optics,  full  temporal 
and  two-dimensional  spatial  resolution  can  be  achieved.  In  future  experiments,  our  in¬ 
strument  will  be  used  to  time  resolve  the  trajectories,  including  the  vibrational  motion, 
of  individual  atoms  and  molecules  undergoing  diffusion,  adsorption,  desoiption,  and 
reaction. 

This  work  was  partially  supported  by  the  Office  of  Naval  Research  and  the  Air 
Porce  Office  of  Scientific  Research.  H.  H  thanks  the  Swiss  National  Science  Poundation 
and  the  Treubelfonds,  Basel,  Switzerland,  for  fellowships. 
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Figures 


Fig.  1. 

Fig.  2. 

Fig.  3 


Fig.  4 


Femtosecond  field  emission  camera.  Not  to  scale;  total  length,  60  cm.  a) 
Time  resolving  mode,  in  which  the  electrons  are  focussed  and  swept  across 
the  detector  screen,  b)  Imaging  mode,  in  which  the  emitted  electrons  are 
projected  onto  the  detector  to  spatially  resolve  their  emission  point  on  the 
tip  (field  emission  microscopy).  For  FIM  imaging,  the  tip  voltage  is  made 
positive. 

Potential  energy  diagram  for  electron  field  emission  from  a  sharp  tip, 
showing  the  effect  of  electric  field  and  the  adsorption  of  a  Cs  atom. 

Series  of  sweeping  and  imaging  experiments  documenting  the  jumping  of  a 
single  Cs  atom  between  two  adsorption  sites  on  a  tungsten  tip.  The  num¬ 
bered  plots  present  the  time-resolved  field  emission  intensity  for  four  of 
eight  consecutive  sweeps.  The  time  axis  is  referenced  to  the  tip  voltage 
pulse,  and  a  smoothed  sweep  6  is  superimposed  on  all  plots.  'Ote  field 
emission  images  to  the  right  are  recorded  after  each  sweep.  The  lower  right 
diagram  presents  the  FIM-detennined  position  of  the  three  W  atoni!>,  spaced 
by  4.5  A,  of  the  apex  layer  of  the  tip. 

Simultaneous  temporal  and  one  dimensional  spatial  resolution  of  field 
emission,  showing  the  jumping  of  a  single  Cs  atom.  The  four  plots,  recorded 
simultaneously,  present  field  emission  from  four  adjacent  regions  of  the  tip. 
Consecutive  data  points,  separated  by  2  ps,  are  connected  by  a  straight  line. 
The  schematic  indicates  a  possible  motion  of  the  adsorbed  Cs  atom  consist¬ 
ent  with  the  field  emission. 


(a)  Time  Resolve 


Deflector 


Fig,  1.  Femtosecond  field  emission  camera.  Not  to  scale;  total  length,  60  cm.  a)  Time 
resolving  mode,  in  which  the  electrcms  are  focussed  and  swept  across  the  detects 
screoi.  b)  Imaging  mode,  in  which  the  emitted  electrons  arc  projected  onto  the 
detector  to  spatially  resolve  ttieir  emission  point  on  die  tip  (field  wmssion 
microscopy).  For  FIM  imaging,  the  tip  voltage  is  made  positive. 
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Fig.  3  Series  of  sweeping  and  imaging  experiments  documenting  the  jurying  of  a 
single  Cs  atom  between  two  adsorption  sites  on  a  tungsten  tip.  The  num¬ 
bered  plots  present  the  time-resolved  field  emission  intensity  for  four  of  eight 
consecutive  sweeps.  The  time  axis  is  referenced  to  the  lip  voltage  pulse,  and 
a  smoothed  sweep  6  is  superimposed  on  all  plots.  The  field  emission  images 
to  the  right  are  recorded  after  each  sweep.  The  lower  right  diagram  presents 
the  FI M -determined  position  of  the  three  W  atoms,  spaced  by  4.5  A,  of  the 
apex  layer  of  the  tip. 
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Simultaneous  temporal  and  one  dimensional  spatial  resolution  of  field 
emission,  showing  the  jumping  of  a  single  Cs  atom.  The  four  plots,  recorded 
simultaneously,  present  field  emission  from  four  adjacent  regions  of  the  tip. 
Consecutive  data  points,  separated  by  2  ps,  are  connected  by  a  straight  line. 
The  schematic  indicates  a  possible  motion  of  the  adsorbed  Cs  atom  consist¬ 
ent  with  the  field  emission. 
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